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1.0 INTRODUCTION

, ~-- ......: Laboratories are now called upon to identify asbestos 10 a variety of bulk building

materials, including loose-fill insulations, acoustic ,Uld thermal sprays, pipe and boiler wraps,

plas:ers, paints, flooring products, roofing materials and cementitlous products.

The diversity of bulk materials nece~sitates the use of <;everal dIfferent methods of sample

preparation arrd analysis.> An analysis with a simple stereomicroscopc is always followed by

a pclarized light microscopic (PLM) analysis. The results of these analyses are generally

sufficient for identification and quantitation of major concentrations of asbestos. However,

during these stereomicroscopic and PLM analyses, it may be found that additional techniques
\

are needed to: 1) attain a positive identification of asbestos; 2) attain a reasonable accurdcy

for the quantity of asbestos in the sample; or 3) perform quality assurance activIties to

chW\cterize a laboratory's performance. The additional techniques include x-ray diffraction

(XRD), analytical electron microscopy (AEM), and gravimetry, for WhICh there are sectlOns

included in the method. Other techniques will be considered by the Envuonmental

Protection Agency (EPA) and may be added at some future time. Table 1-1 presents a

simplified flowchart for analysis of bulk materials. ,.- ,
This Method for the Determination of Asbestos in Bulk Building Materials outlines the

applicability of the variou~ preparation and analysis methods to the broad spectrum of bulk

buildmg materials now being analyzed.- 'rhis method has been evaluated by the EPA

Atmospheric Research and Exposure Assessment Laboratory (EPA/AREAL) to determine if,--
it offers improvements to current analytical techniques for building materials.ifhis method

demonstrated a· capability for improving the precision and accuracy of analytical results. It
. .

contaV1~ significant revisions to procedures outlined in the Interim Method, l along with the

additioh'of several new procedures.~"::"~ch Jechnique may reduce or introduce bias, or have" --..... \

some ~ffect on the precision of the measurement, therefore results need to be interpreted

judiciously. Data on each technique, especially those new to asbestos analysis, will be
~

collected over time and carefully evaluated, with resulting recommendations for changes to

the Method to be passed on to the appropriate program office within EPA.

1



TABLE 1-1.~SIMPLIFIED FLOWCHART FOR ANALYSIS OF BULK ~TERI~LS

Mandatory

STEREOMICROSCOPIC EXAMINATION ::J
Qualitative (classification, fiber ID) and
Quantitative (calibrated volume estimate)

section 2.1

I
Mandatory

POLARIZED LIGHT MICROSCOPY
Qualitative (classification, fiber 10) and

Quantitative (calibrated area estimate
and/or point count)

section 2.2

I

I
Quantitative Problems

(?ACM?)

PLMContinue when problems are encountered with
and/or for Quality Assurance purposes

I
I

,.....
Qualitativ~.Problems

(Fiber ID pr.~blems)

XRD
Sec. 2.4

I I
Matrix removal XRD AEM
section 2.3 Sec. 2.4 Sec. 2.5.-..

plIIXRD'~
(fiber identification) (amount of asbestos in residue)

2
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j!: This is:an ana'tytica1 method. It is not intended to cover bulk matenal sampling, an area
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~i1ains to laboratory analysis procedures in this method, is discussed throughollt
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U.S:- EP.A:~ 6OO/M4~82-020, 1982.

, "
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2.0 MEmODS

2.1 Stcreomicroscopic Examination....
A pr~hminary visual examination using a simple stereomlcroscope I:' mandatory for all

samples. A sample should be of sufficIent sIze to provIde for an adequate exammatlon For

many samples, observations on homogeneity, prelImInary fiber Idel'tlficatlOn and scmJ

quantitation of constituents can be made at this POInt. Another method of IdentIficatIon and

semi-quantitation, of asbestos must b~ used in conjUnctIOn WIth the stereOITIlCrOSCOplC

examination. A description of the suggested apparatus needed for stereOlTIlCrOSCOpIC

examination is given in AppendIx B.

, The laboratory should note any samples of insufficient volume A sufficIent sample
J

volume is sample-type d~pendent. For samples such as floor tiles, roofing felts, paper

insulation, etc., three to four square inches of the layered matenal would be a preferred

sample size. For materials such as ceiling tiles, loose-fill InSUlatIon, pIpe insulatIOn, etc, a
,. .. ~ ~ ,,>' .... ,

sample size of approximately one cubic inch (- 15cc) would be preferred. For samples of
..;.. ~ - <-

thin-coating materials such as paints, mastics, spray plasters, tapes, etc., a smaller sample

3



size may be suitable for analysis. Generally, samples of insufficient volume should be

rejected, and further analysis curtailed until the client is contacted. The quantity of sample

affects the sensitivity of the analysis and reliability of the quantitalion sters. If there is a

question whether the sample is representative due to Inhomogeneity, the sample should be

rejected, at least until contacting the client to see if: I) the .:.lien! can provide more matenal

or 2) the client wishes the laboratory to go ahead with the analysis. but with the lal,oratory

including a st\tement on the limited sensitivity and reliability of quantitatlOn. If the latter IS

the case, (he report of analysis should state that the client was contacted, that the che~;J

decided that the lab should use less material than recommended by the method, and t~:at the

client acknowledges that this may have limited the sensitivity and quantitation of the method.

At the time 'the client is contacted about the material, he or she should be informed that a

statement reflecting these facts will be placed in the report.

2.1.1 Applicability

Stereomicroscopic analysis is applicable to all samples. although ItS use with VInyl floor

tile, asphaltic pr.oducts, etc., may be limited because of small asbestos fiber size and/or the

presen~.inl~rfering components. It doe, not provide positive idenltficatlOn of asbestos.

2.1.2 ~ange

Asbestos may be detected at concentrations less than one percent by v')lume, but this

detection is highly material dependent.

2.1.3 Interferences

Det~tion of possible asbestos fibers may be made more difficult by the presence of other

nonasbest~s:~brous components such as cellulose, fiber glass, etc., by binder/matrix

materials which may mask or obscure fibrous components, and/or by exposure to conditions.. . ...
(acid ~i1Vil~ment, high temperature, t:ic.) capabie of altering or transforming asbestos.

••• • i. .

2.1.4 Precision and Accuracy

The precision and accuracy of these estimations are material dependent and must be

determined by the individual laboratory for the percent range involved. These values may be,.•
4



determined for an individual analyst by the in-house preparation and analysis of standards

and the use of error bars, control charts, etc.

The labs should also compare to National Voluntary Laboratory Accreditation Program

(NVLAP) proficiency testing samples, i; the lab participates in the Bulk Ashestos NVLAP.

or to external quality assurar.ce system consensus results such as from proficiency testing

programs using characterized materials. However, at this time, consensus values for the

quantity of asbestos- have been shown to be unreliat"lle. Only proticiency testmg materials

characterized by multiple techniques should be used to determine accuracy and precISIon.

2.1.5 Procedures

Nt. TE: Exposure to airborne asbestos fibers is a he~lth hazard. Bulk samples

submitted for analysis are oftentimes friab:e and may release fibers during handling or

matri~. reduction·steps. All sample handling and examination must be carried out in a

HEPA·filtered hood, a class 1 biohazard hood or a glove box with continuous airi.low

(negative pressure). Handling of samples without these prec.autionj may result in

expo~ure of the analyst to and cont.amination of samples by airborne fibers.

2.1.5.1 Sample Preparation

No sample prepar~tion should be undertaken before mitlal stereomIcroscopic examinatIon.

Distinct changes in texture or color on a stereomicroscopic scale thc:.t might denote an uneven

distribution of components should be noted. When a sample consists of two or more dIstinct

layers or building materials, each shouid be treated as a separate sample, when possible.

Thin coatings of paint, rust, mastic, etc., that cannot be separated from the sample without

compromising the layer are an exception to this case and may be included with the layer to

which they are attached. Drying (by heat lamp, warm plate, etc.) of wet or damp samples is

recommended before further stereomicroscopic examination and is mandatory before PLM

examination. Drying rnust be done in a safety hood.

For nonlayered materials that are heterogeneous, homogenization by some means (mill,

blender, mortar and pestle) may provide a more even distribution of sample components. It

5



may also facilitate disaggregation of clumps and removal of binder from fibers (rarely

however, it may mask fibers that were originally discernable).

For materials such as cementitious products and floor tiles, breaking, pulvenzlng, or

grinding may improve the likelihood of exposing fibrous components.

It may be appropriate to treat some materials by dissolutIOn WIth hydrochloric aCId to

remOve binder/matrix materials. Components such as calcite, gypsum, magnesite, etc, may

be removed by this method. For materials found to possess a high orgamc content

(cellulose, organic binders), ashing by means of a muffle furnace or plasma asher (for small,

cellulosic samples), or dissolution by solvents may be used to remove Interfering material.

In either case, it is recommended that matrix removal be tracked gravImetrically.

Additional information concerning homogenization. ashing and aCId dissolution may be

found in Sections 2.2.5. I and 2.3.

2.1.5.2 Analysis
,

Samples should be examined WIth a simple stereomicroscope by vlewmg multIple fields

of view over the entire sample. The whole sample should be observed after placement 111 a

suitable container (watchblass, weigh boat, etc-) substrate. Samples that are very large

should be subsampled. The sample should be probed, by turning pIeces over and breaking

open large clumps. The purpose of the stereomicroscopic analysis IS to determine

homogeneity, texture, friability, color, and the extent of fibrous components of the sample.

This information should then be used as a guide to the selectIOn of further, more definItIve

qualitative and quantitative asbestos analysis methods. HomogeneIty refers to whether each

subsample made for other analytical techniques (e.g. the "pinch" mount used for the PLM

analysis), is likely to be similar or dissimilar. Color can be used to help determine

homogeneity, whether the sample has become wet (rust color), and to help identify or clarify

sample labelling confusion between the building material sampler and the laboratory.

Texture refers to size, shape and arrangement of sample components. Friability may be

indicated by the ease with which the sample is disaggregated (see definition~ in Appendix A)

as received by the analyst. This does not necessarily represent the friability of the material

as determined by the assessor at the collection site. The relative proportion of fibrous
\

6
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components to binder/matrix material may be determined by companson to simJlar matenals

of known fibrous content. For materials composed of distinct layers or two or more dIstinct

building materials, each layer or distinct building material should be treated as a discrete

sample. The relative proportion of each in the sample should be recorded. The layers or

materials should then be separated and analyzed individually. AnalysIs results for each layer

or distinct b!Jilding material should be reported. ~f monitoring requirements call for one

reported value, the results for the individual layers or materials should always be reported

along with th~ combined value. Each layer or material should be checked for homogeneity

during the sterec'microscopic analysis to determine the extent of sample preparation and

homogenization necessary for successful PLM or other analysis FIbers and other

components should be removed for further qualitative PLM examination.

Using the information from the stereomicroscopic examination, selectIOn of additional

preparation and analytical procedUJes should be made. Stereomlcroscopic exammation

should typically be performed again after any change or major preparatIOn (ashmg, aCid

dissolution, milling, etc.) to the sample. Stereomicroscopic examinatIon for estImatlon of

asbestos content may also be performed again after the qualitative techniques have c1anfied

the identities cf the various fibrous components to assist in resolving dIfferences between the

initial quantitative estimates made during the stereomicroscopic analysis and those of

subsequent techniques. Calibration of analysts by use of materials of known asbestos content.
is essential.

The'stereomicroscopic examination is often an iterative process. Imtlal exammation and; .
estimates :)f asbestos concentration should be made. The sample should then be analyzed by

PLM and possibly other techniques. These results _should be compared to the initial

stereomicroscopic results. Where necessary, disagreements between results of the techniques

should be resolved by reanalyzing the sample stereomicroscopically.
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2.1.6 Calibration Materials

Calibration materials fall into several categories, including internal laboratory standards

and other materials that have known asbestos weight percent content. These calibratIon

materials could include:

• Actual bulk samples: asbestos-containing materials that have been charactenzed by
other analytical methods such as XRD, AEM and/or gravimetry. (e.g. NVLAP tcst
samples).

• Generated samples: in-house standards that can be prepared by mixing known
quantities of. asbestos and known qt::mtities of asbestos-free matrix matenals (by
weight), and mixing (using blender, mill, etc.) thoroughly to achIeve homogeneity;
matrix materials such as vermiculite, perlite, sand, fiberglass, calcium carbonate,
etc. may be used. A range of asbestos concentrations should be prepared (e.g. I, 3,
5, 10, 20%, etc.). The relationship between s~cific gravities of the components
used in standards should be considered so that weight/volume relatIOnships may be
determined.

• Photographs, drawings: photomicr0graphs of standards, computer-generated
drawings, etc.

Suggested techniques for the preparation and use of in-house calibration standards are

presented in Appendix C, and at greater length by Harvey et al. I The use of synthesized

standards for analyst calibration and internal laboratory quality control is not new however,

having b~n outlined by Webber et al.2 in 1982.
• 't

2. 1.7 References
,e·

1. Harvey, B. W., R. L. Perkins, J. G. Nickerson, A. J. Newland and M. E. Ikard,
·"Formulating Bulk Asbestos Standards", Asbestos Issues, April 1991, pp. 22-29...

2. Webber, J. S., A. Pupons and J. M. Fieser, "Quality-Control Testing for Asbestos
Analysis with Synthetic Bulk Materials". American Industrial Hygiene Associations
Journal, 43, 1982, pp. 427-431.
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1.1 Polarized Light Microscopy

2.2.1 Principle and Applicability

Samples of buik building materials taken for asbestos identification should first be

examined with the simple stereomicroscope to determine homogeneity and preliminary fiber

identification. Subsamples should then be examined using PLM to determine optical

properties of constituents and to provide positive identification of suspect fibers.

The pri~ciplesof optical mineralogy are well-established. \ 2.3.4 A light microscope

equipped with two polarizing filters is used to observe specific optical characteristics of a
•

sample. The use of plane polarized light allows for the determination of refractive indices

relative to specific crystallographic orientations. Morphology and color are also observed

while viewing under plane polarized light. Observation of particles or tibers while onented

between polarizing filters whose privileged Vibration directions are perpendicular (crossed

palars) allows for determination of isotropism/anisotropism, extinction characteristics of

anisotropic particles, and calculation of birefnngence. A retardation plate may be placed 10

the polarized light'p"ath for verification of the sign of elongation. If subsamples are prepared

in such a way as to represent all sample components and not just suspect fibers, semi

quantitative analysis may also be performed. Semi-qu::u1titative analysis involves the use of

calibrated visual area estimation and/or POlOt counting. Visual area estimation is a semi

quantitative method· that must relate back to calibration materials. Point counting, also semi

quantitative, is a s~dard technique used in petrography for determining the relative areas

occupied by separate minerals in thin sections of rock. Background information on the use

of point counting3 and the interpretation of point count dataS is available.

Although PLM analysis is the primary technique used for asbestos determination, it can

show significant bias leading to false negatives and false positives for certain types of

materials. PLM is limited by the visibility of the asbestos fibers. In some samples the fibers

may be-reduced to a diameter so small or masked by coatings to such an extent that they

cannot,pe reliably observed or identified using PLM.
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2.2.2 Range

The detection limit for visual estimation is a function of the quantity of sample analyzed,

the nature of matrix interference, sample preparation, and tiber size and distribution.

Asbestos may be detected in concentrations of less than one percent by area if sufficient

material is analyzed. Since floor tiles may contain fibers too small to be resolved by PLM

« 0.25 JLm in diameter), detection of those fibers by this method may not be possible.

When point counting is used, the detection limit is directly proportional to the amount of

sample analyzed, but is also limited by fiber visibility. Quantitation by area estimation, both

visual and by point counting, should yield similar results If based on calibration standards.

2.2.3 Interferences

Fibrous and nonfibrous, organic and inorganIc constituents of bulk samples may interfere

with the identification and quantitation of the asbestos mineral content. Binder/matrix

materials may coat fibers, affect color, or obscure optical characteristics to the extent of

masking fiber identity. Many organic mastics are soluble In refractive index lIquids and,
. .

unless removed prior to PLM examination, may affect the refractive index measurement of

constituent materi~ls. Fine particles of other materials may also adhere to fibers to an extent

sufficient to cause confusion in identification. Gravimetric procedures for the removal of

interfering materials are presented in Section 2.3.

2.2.4 Precision and Accuracy

Data obtained for samples cont2.ining a single asbestos type in a sample matrix have been

reported previously by Brantley et aI. 6 Data for establishing the accuracy and precision of

the method for samples with various matrices have I,·~ ~ntly become available. Perkins,?

Webber et aI.s and Harvey et aI. 9 have each documented the tendency for visual estimates

to be high when compared to point-count data. Precision and accuracy must be determined

by the individual laboratory for the percent range involved. If point counting and/or visual

estimates are used, a table of reasonably expanded errors, such as those shown in Table 2-1,

should be generated for different concentrations of asbestos .

• f
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If the laboratory cannot demons~i"ate adequate precision and accuracy (documented by

control charts, etc), quantitation by additional methods, such as gravimetry. may be required.

Refer to the Handbook for SRM Users10 for additional information concerning the concepts

of precision ~d accuracy.

TABLE 2·1. SUGGESTED ACCEPTABLE ERRORS FOR PLM ANALYSIS
(Based on 400 point counts of a reasonably homogeneoulo loampk

or 100 fidd!. of view for visual e!.timate)

Acceptable Mean Acceptable Mean
% Area Asbestos Result % Area Asbestos Result

1 >0-3% 50 . 40-60%

5 > 1-9% 60 .i0-70%

10 5-15% 70 60-80%

20 10-30% 80 70-90%

30 20-40% 90 80-100%

40 30-50% 100 90-100%

2.2.5 Procedures

NOTE: Exposure to airborne asbestos fibers is a health hazard. Bulk samples

submitted for analysis are oftentimes friable and may release fibers during handling or

matrix reduction steps. All sample and slide preparations must be carried out in a

HEPA-filtered, a class 1 biohazard hood, or a glove box with continuous airnow

(negative pressure). Handling of samples without these precautions may result in

exposure of the analyst to and contamination of samples by airborne fibers.

2.2.5.1 Sample Preparation

Slide mounts are prepared for the identification and quantitation of asbestos in the

sample.

2.2.5.1.1 Qualitative Analysis Preparation

The qualitative preparation must allow the PLM analysis to classify the fibrous

components of the sample as asbestos or nonasbestos. The major goal of the qualitative

11



preparation is to mount easily visible fibers in appropriate refractive Index hqUJds for

complete optical characterization. Onen this can be accomplished by making immersion

grain mounts of random subsamples of the homogeneous material. Immersion hquids With

refractive indices close to the suspected (see stereomicroscopic analysis) asbestos mineral

should be used for the qualitative analysis so that no can be determined Problem samples

include those with inhomogeneities, coatings, small fibers, and interfering compounds.

Additional qualitative preparations are often necessary for these types of samples. All

samples, but especially those lacking homogeneity, may require picking of fibers from

specific sample areas during the stereomicroscopic examination. Coatings on the fibers often

need to be removed by mechanical or chemical means. Teasing the particles apart or use of

a mortar and pestle or stmilar mechanical method often IS suffiCient to free f:bers from

coatings. Chemical means of removing some coatings and interfenng compounds are

discussed in Section 2.3, Gravimetry.

2.2.5.1.2 Quantitative Analysis Preparation

The major purpose of the quantitative preparation is to provide the analyst With a

representative grain mount of the sample in which the asbestos can be observed and..
distinguished from the nonasbestos matrix. This is typically performed by using randomly

selected subsamples from a homogeneous sample (see stereomicroscopic analysis). Particles

should be mounted in a refractive Index (RI) hqUid that allows the asbestos to be vIsible and

distingui~hed from nonasbestos components. Care should be taken to ensure proper loading

and even distribution of particles. Both the qualitative and quantitative sample preparatIOns

are often iterative processes. Initial samples are prepared and analyzed. The PLM analysis

may disclose problems or raise questions that can only be resolved by further preparations

(e.g. through the use of different RI immersion liquids, elimination of interfering

compounds, sampl~ homogenization, etc.)
, .

For"rayered materials, subsamples should be taken from each individual or discrete layer.

.Each of these subsamples should be treated as a discrete sample, but as stated in Section

2.1.5.2, the results for the individual layers or materials may be combined if called for by

monitoring requirements.
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Homogenization involves the use of any of a variety of devices, such as a mortar and

pestle, mill, or blender to pulverize, disaggregate and mix heterogeneous, friable bulk

materials. Selection of the appropriate device is dependent upon personal preference and the

nature of the materials encountered. A blender or mortar and pestle may be adequate for

homogenizing materials that lack appreciable amounts of tacky matrix/bmder, and for

separating interferi~g components from the fibers. For materials which are unusually sticky

or tacky, or contain unusually long asbestos tibers, millIng (especially freezer millIng) may

be more efficient. However, milling should be discontinued as soon as the matenal bemg

milled appears homogeneous, in order to reduce the potential for mechanically reducing fiber

size below the resolving power of the polanzing microscope. Hammer mills or cuttmg mills

may also be used <;m these matenals; however, the same precautIOn regarding reduction of

fiber size should be taken. Blending /milling deVices should be disassembled (to the extent

possible) and thoroughly cleaned after each use to mimmize contamination.

2.2.5.2 Analysis

Analysis of bulk bmlding materials consists of the IdentificatIon and seml-quantitatlOn of

the asbestos type(s) present, along with the identification, where possible, of fibro\ls

nonasbestos materials, mineral components and matrix materials. If the sample IS

heterogeneous due to the presence of discrete layers or two or more dIstinct buildmg

materials, each layer or distinct material should be analyzed, and results reported. Total

asbestos content may also be stated in terms of a relative percentage of the total sample.

2.2.5.2.1 Identification

Positive identification of asbestos requires the determination of the following optical

properties.:

• Morphology • Birefringence

• C9lor and, if present, pleochroism
'- ..

• Refractive indices (± .(05)

13
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pescriptions of the optical properties listed above for asbestos fibers may be found In

Appendix A. Glossary of Terms. Table 2-2 lists the above properties for the six types of

asbestos and Table 2-3 presents the central stop dIsperSIon stainIng colors for the asbestos

minerals with selected high-dispersion mdex liquids. Tables 2-4 and 2-5 list selected optIcal

properties of several mineral and man-made fibers. All fibrous matenals in amounts greater

than trace should be identified as asbestos or nonasbestos, with all optIcal properties

measured for asbestos and at least one optical property measured for each nonasbestos

fibrous component that will distinguish each from asbestos. Small fiber size and/or binder

may necessitate viewing the sample at higher magnification (400-S00x) than routinely used

(lOOx).

Although it is not the purpose of this section to explaIn the prinCIples of optIcal

mineralogy, some discussion of the determinatIOn of refractive 1I1dices is warranted due to its

importance to the proper identification of the asbestos minerals. Following is a bnef

discussion of refractive index determination for the asbestos minerals.

An asbestos minerals are anisotropIc, meaning that they exhibIt different optical

properties (including indices of refraction) in different dIrections. All asbestos minerals are

biaxial, meani'lg that they have one principal refractive index parallel (or nearly parallel) to

the length of the fiber and two principal refractive indices (plus all intermediate indices

between these two) in the plane perpendicular (or nearly so) to the length of the fiber.

Although chrysotile (se;pentine) is classified as a biaxial mineral, it behaves as a uniaxial

mineral (two principal refractive indices) due to Its scrolled structure. Amosite and

crocidolite, although also biaxial, exhibit uniaxial propertIes due to twinning of the crystal

structure and/or ,random orientation of fibrils in a bundle around the long axis of the bundle.

For all of the astlestos minerals except crocidolitf:;, the highest refractive index ('Y) is aligned

with the fiber length (positive sign of elongation). For crocidolite, the lowest refractive

index (a) is aligned with the fiber length (negative sign of elongation). A more complete

explanation of the relationship of refractive indices to the crystallographic directions of the

asbestos minerals may be found in Refp.rences I, 2, 4, 11 and 12. It should be noted that for

the measurement of refractive indices in an anisotropic particle (e.g. asbestos fibers), the

orientation of the particle is quite critical. Orientation with respect to rotati~n about the axis

14



f.

of the microscope (and thus with respect to the vibration directions of the polarizer and

analyzer) and also to the horizontal plane (plane of the microscope stage) will affect the

determination of the correct values for refractive indices. The refractive mdex that is

measured will always correspond to a direction perpendicular to the axis of the microscope

(Le., lying in the plane of the stage) and IS the direction in that horizontai plane parallel to

the vibration direction of the polarizer, by convention E-W.

To determine -y(n II) for chrysotile, anthophyllite and amosite, the index is measured

when the length of the fiber is aligned parallel to the vibration direction of the polanzer (E

W). Under crossed polars, the fiber should be at extinctIon in this onentatlOn. To

determine the lowest refractive index, 0' (n 1. ), for chrysotile and amosite, the fiber should

be oriented N-S (extinction position under cros~ed polars) The determination of n II and n .1..
with crocidolite is accomplished in the same manner as with amosite and chrysotile With the

exceptioh that the no- and -y directions are reversed. For crocidohte, 0' is measured at the E

W position (parallel to the polarizer) and -y is measured at the N-S orientation (perpendicular

to the polarizer). For anthophyllite, the fiber should be oriented N-S and the lowest and

highest indices for this orientation should be measured. These c0rrespond to 0' and {3

respectively.

The extinction behavior of tremolite-actinolite is anomalous compared to that of most

monocli~c minerals due to the orientation of the optic axes relative to the crystallographic

axes. This relationship is such that the refractive mdlces of the prinCipal axes 0' and -y are

not measured wh~n the fiber is exhibiting the maxImum extinctIon angle. The values

measured at these positions are 0" and y. The fiber exhibits an extinction angle within a few

degrees of the maximUlll throughout most of its rotation. A Wide range of refractive indIces

from 0" to a, and from -y' to -y, are observed. For tremolite-actmolite, {3 is measured on

those fibers displaying parallel extinction when oriented in the N-S position. The refractive

index for a is also measured when the fiber is oriented generally in the N-S position and

exhibits the true extinction angle; true a will be the minimum index. To determine the

refractiye index for -y, the fibers should be oriented E-W and exhibit the true extinction

angle; true -y will be the maximum value for this orientation.
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When viewing single fibers, the analyst may often be able to manipulate the microscope

slide cover slip and "roll" the fibers to positions that facilitate measuring the true values of

refractive indices. When viewing a large population of fibers with the microscope in the

dispersion staining mode, the analyst can easily detect fibers that exhibit the highest and

lowest indices ({3 and a) in the N-S position and the highest indices (1') in the E-W posItIOn.

Since individual asbestos fibrils cannot generally be resolved using polanzed lIght

microscopy, refractive indices are most commonly measured on fiber bundles. Such

measurements would not result in true values for the indices and therefore by conventIOn

should be reported as a' and y.
Asbestos types chrysotile, amosite and crocidolite are currently available as SRM 1866

and actInolite, tremvlite and anthophyllIte as SRM 1867 from the Office of Standard

Reference Materials, National Institute of Standards and Technology.

2.2.5.2.2 Quantitation of Asbestos Content

As described in Sections 2.1.5 and 2.1.6, a calibrated visual volume estllnation of the

relative concentrations of asbestos and nonasbestos components should be made during the

stereomicroscopic examination. In addition, quantitation of asbestos content should be

performed on subsample slide mounts using calibrated visual area estimates and/or a pomt

counting procedure. Section 2.1.6 and Appendix C discuss the procedures for preparation

and use of calibration standards. After thorough PLM analysis in which the asbestos and

other components of the bulk material are identified, several slides should be carefully

prepared from randomly selected subsamples. If the sample is not homogeneous, some

homogenization procedure should be performed to ensure that shde preparations made from

small pinch samples are representative of the total sample. Homogenization may range from.
gentle mixing using a mortar and pestle to a brief period of mixing using a blender eqUIpped

with a mini-sample container. The homogenization should be of short duration (- 15

seconds) 'if using the blender technique so as to preclude a significant reduction in fiber size.

The use of large cover slips (22x30mm) allows for large subsamples to be analyzed. Each

slide sheuld be checked to ensure that the subsample is representative, uniformly dispersed,

and loaded in a way so as not to be dominated by superimposed (overlapping) particles.
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During the qualitative analysis of the sample, the analyst should decIde on the appropriate

~.. optical system (including magnification) to maxlInize the \ isibl1lty of the asbestos in the

sample while still allowing the asbestos to be uniquely dlstll1gUlshed from the matrix

materials. The 'analyst may choose to alter the mounting r:ledlUm or the optlcal system to

enhance contrast During the quantitative analysis, slides should be scanned uSlOg an optical

setup that yields the best visibility of the asbestos. Upon findlJ-;g asbestos, the parameters

that were selected in the qualitative analysis for uniquely di~tmgU1shing it from the matrix

should be -used for identification. These properties will vary with the sample but IOclude any

or all of the parameter~ requm.:d for the qualitative analysis. For mstance, low magnificatIOn

allows for concurrent use of dispersion staimng (focal screening), but compromises resolutIOn

of extremely small diame~er fibers; use of a compensator plate and crossed polarize,s

freque.1tly enhances the contrast between asbestos fibers and matnx material.

Visual area estimates should be made by comparison of the sample to calibration

materials that have similar textures and fiber abundance (see Section 2.1.6 and Appendix C).

A minimum of three slide mounts should be examined to determme the asbestos content by

visual area estimation. Each slide shouid be scanned in its entirety and the relative

proportions of asbestos and nonasbestos noted. It is suggested that the ratio of asbestos to

nonasbestos :rriaterial be recorded for several fields for each slide and the results be compared

to data derived from the analysis of calibration materials havmg SImilar textures and asbestos

content.

For pomt counting, an ocular reticle (cross-line or point array) should be used to VIsually

superimpose a point or points 0:1 the microscope field of view. The cross-line reticle is

preferred. Its use requires the scanning of most, if not all, of the slide area, thereby

minimizing bias that might result from lack of homogeneity 10 the slide preparation. In

conjunction with this reticle, a click-stop counting stage can be used to preclude introducing

bias during slide advancement. Magnification used will be dictated by fiber visibility. The

slide should be ~xamined along multiple parallel traverses that adequately cover the sample

area. The analyst should score (count) only pOInts directly over occupied (nonempty) areas.

Empty points shollld n.Q;. be scored on the basis of the closest particle. If an asbestos ill)~r

r

and a nonasbestos particle overlap so that a point is superimposed on their visual' intersection,

17



a point should be scored for both categories. If the point(s) 1c;/are supenll1po~ed on an area, ..
which ha~ several overlapping particles, the slide should be moved to another field. WhiJr>

not including them in the total asbestos points counted, the analyst should record the presepce

of any asbest?s detected but not lying under the reticle cross-hne or array points A

minimum of 400 counts (maximum of eight slides with 50 counts each to minImum of two

slides with 200 counts each) per sample is suggested, but it should be noted that accuracy

and precision improve with number of counts. Point counting provides a determination of

the projected area ,percent asbestos. Conversion of are.: percent to dry weight percent IS not

feasible unless the specific gravities and relative volumes of the different matenals are

known. It should be noted that the total amount of material to be analyzed is dependent on

the asbestos concentration, i.e. the lower the concentration of asbestos, the larger the amount

of sample that should be analyzed, in both tl"le visu1.l estimation and pomt countmg methods.

Quantitation by either method is made more difficult uy low asbestos concentratIOn, small

fiber s;~, and presence of interfering materials..
It,i! 'suggested that ~sbestos concentration be reported as volume percent, weight percent

or ar~'epercent depending on the method of quantitation used. A weight concentratlOn

cannot be determined witho~t knowing the relative specific gravities and volumes of the

sample components.
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TABLE 2-2. OPTICAL F-. _ATIES OF ASBESTOS FIBERS

Mineral Morphology and Color' Refractive Indlces2 Birefringence' Extinction Sign of 80ngation
a l , ..

~

Chryso'tl\e Wavy .fibers.,. Fiber bundles have splayed 1.493-1.546·1,517·1,55i' , , ,
Plirallel +

(asbestiform - ends and "kinks·, Aspect rabo typically 1.532-1.549 '1.545-1.5$· 0,004·0.017 (length slow)
serpentine) ~. >1'0:1. Colortess3 1.529-1.559 1537-1,567 .

.>:e .. . .
1.544-1. 553 1.552-1.561

,
.

Amosili' • Straight to curved, rigid fibers, 1.657-1.663 1 699-1 717 Usually +
(asbestiform Aspect ratio typically >10 1. 1.663-1.686 1696·1729 0.021-0 054 . parallel (length slow)
grunente) Colorless to brown, nonpleochrOic or weakly 1.663-1.686 1 696-1729

SO.4 Opaque inclusions may be present 1.676-1.683 1.697-1.704

Crocidol~e Straight to curved, rigid fibers. Aspect rabo 1.693 1.697 Usually -
(asbestJform typically> 10:1. Thick fibers and bundles 1.654-1.701 1.668-1.717 0003-0022 parallel (length fast)
riebeekite) common, blue to dark-blue In color. 1.680-1.698 1.685-1706

Pleochroic.

Anthophyll~e- Straight to curved fibers and bundles. 1 598·1.652 1.623-1 676 +
asbestos Aspect ratio typir.ally > 10.1. Anthophyllite 1.596-1.694 1.615-1.722 0013-0.028 Parallel (length slow)

c!~avage fragments may be present With 1.598-1.674 1.615-1 697
aspect ratios <10:1. Q>lorless to light 1 61487 1 63627

brown.

Tremol~e- Straight to CUlVed fibers and bundles. Tremohte Parallel and +
Actinol~e· Aspect ratIO typically> 10.1. Cleavage 1.600-1.628 1 625-1 655 oblique (up to (1ength slow)

r asbestos fragments may be present With aspect rabos 1.b04-1.612 1627-1635 0017-0.028 21°); Composite
<10:1. Colorless to paie green 1.599-1.612 1625-1637 fibers show

1.60637 1.63437 parallel extincbon
Actinolite

1.600-1.628 1.625-1 655 0.017-0.028
1.612-1.668 1.635-1.688
1613-1628 1.638·1655
1612& 1 63937

'Colc-rs ci1ed are seen by observation Yrith plane polarized light.

2From references 2,11, 12, a~ 18, respectrvely. RefractIVe Indices for n
d

at 589 30m

3Fibers subjected to heating may be brownish. (references 13, 14, and 15)

4Fibers subjected to heating may be clark brown and pleochrOIC (references 13, 14, and 15)

51 to fiber length, except 1. to fiber length for crocldohte only

~Maxlmum and minimum values from references 2, 11, 12, and 18 gIVen
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TABLE 2-3. TYPICAL CENTRAL STOP DISPERSION STAINING COLORS·

Mineral Cargille" n~ nJ.
RI Liquid

Chry~otlle I 550HD Magenld to lIght hille-l,;rec.:n Blue-gre.c.:n to pale blue
Ao', ca 520-620nm Ao'~ ca 600-700nm

Amoslte I 680 Yellow to magenta Blue magenta to light blue
Ao's ca 420-520nm Ao's ca 560-660nm

Crocldohte 1.680 Yellow to magenta Pale yellow to golden yellow
Ao'S ca 420-520nm Ao's ca 360-460nm

Anthophyillte- 1.605HD Pale yellow to yellow Golden yellow to light blue green
asbestos Ao's ca 330-430nm Ao'~ ca 460-700nm

Tremollte- I 605HD Pdle yello\\- to )ellow Golden yellow to light blue green
asbestos Ao'~ ca 330-430nl11 Ao'~ Cd. 460-700nl11

Achnollte- I 605HD Pale yellow Pate ) c.: II ow to golden yellow
asbe!>tos Ao'~ Cd 260-360nm Ao', ca 360-460nm

1.630HD Yellow 10 magenta Golden yellow to blue
Ao'S ca 420-520nm Ao'S ca 450-600nm

'Modified from reference 16

TABLE 2-4. OPTICAL PROPERTIES OF MA:'\-:\tADE TEXTILE FIBERS I ~

Fiber Type n\1 Il.l nil - oJ. Sign of
E!ongation

Polyeste.r (Dacron)e) 1 710 I 535 o 175 +

Polyamide (Nylon'l) I 582 1 514 0063 +

Aramld (Kevlar~) ==2 37 == I 641 0729 +

Olefin (Polyethylene) 1 556 1.512 0044 +

Olefin (Polypropylene) I 520 1.495 0025 +

VIscose Rayon 1.535-1.555 1.515- 1.535 0020 +

Acetate 1.478-1480 I 473-1 476 0.004-0005 +

Acrylic (Orlon~) 1.505-1.515 I 507-1 517 0.004-0002 -
Modacryhc (Dynel~) 1.535 I 532 0002 +

0"

IModlfied from reference 17

~Refractlve Indices for specific fiber!>; other fibers rna) vary
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TABLE 2-5., OPTICAL PROPERTIES OF SELECTED FIBERS'

FIBER REFRACTIVE BIREFRINGENCE EXTINCTION SIGN OF DISPERSION STAINING

TYPE MORPHOLOGY INDICES (n i . n 1) ANGLE ELONGATIOrv • COLORS
, w. . , "

Paper (Cellulose) Tapered, flat ribbons nK - I 580 High (0 05) Panlllel and .+ in I 550HD
n1 - 1530 incomplete .. nl' yellow

(~'s < 4OOnm)

n 1 : pale blue

(x,,'1 > 700nm)

Olefin Filaments or shredded n ~ - I 556 Modcrate (0 044) Parallel + in I 550HD

(polyethylene) hke chrysotde n1 - 1512 n I' yellow to magcnLa
(~'I '" 440·540nm)

n1 pale blue
(~'s > 7oonm)

BruCite (nemahlc) Straight fibers n~ - 1560·1590 Moderate Usually parallel . In I 550HO
n 1 - I ~ KO- I 600 (0 012-0 020) occaSionally + nl golden ycllow

(~'s 440-460nm)
n1 yellow

(x.,·s 4oo-440nm)

Healcd amoslte Similar 10 unhealcd, n i and n 1 > I 7Q(J H,gh (> 005) Usually parallel + 10 I 680HO
(bnttle and shortcr) nl & n1 bolh palc
plelXhroic n l-dark brown yel1<'w 10 ",h,le
n l. yellow (~'s < 4oonm)

Glass fibers, Exol'. shapcs. lear drops. I SIS·' 700 IWlrop'c ----_. 10 I ~50HD
Mineral wool Single filamenls usually palc blue 10 blue

(~.~ 58010 > 700nm)

Wollastonltc StraIght needles and bladcs d - I bJO Moderate to low Parallel and oblique + and· 10 I 60~HD
nl. - I 6J~ (0018 to 0 002) nl & n1 ye1I0w (0 pa Ie
nl.~I~,,1610 yellow

(A.,', < 460001)

Fibrous laic Th,n ,Ieavage nbbons and nil - 160 HIgh (0 06) Parallel and oblique + In I 550HD
wavy fibers nl. - I 54 n i pale )ellow

.- (A., 5 <4oon01)
n1 pal< blue

()..,'5 >660n01)

'From reference 19

'From references 13. 14 and 15



2.2.5.2.3 Microscope Alignment

In order to accurately measure the required optical properties, a properly ahgned

polarized light microscope must be utilized. The microscope IS aligned when-

1) the privileged directions of the substage polanzer and the analyzer are at 90 0 to one
another and are represented by the ocular cross-hnes;

2) the compensator plate's privileged vIbration dIrections are 45 0 to the pnvlleged
directions of the polarizer and analyzer;

3) the objectives are centered with respect to stage rotation; and,

4) the substage condenser and iris diaphragm are centered in th~ OptIC aXIs

Additionally, the accurate measurement of the refractive Index of a substance requires the

use of calibrated refractive index liquids. These liquids should be calIbrated regularly to an

accuracy of 0.004, with a temperature accuracy of 2°C uS1I1g a refractometer or R.1. glass

beads.
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2.•3 Gravimetry

2.3.1 Princ~ple and Applicability

Many components of bulk building materials, specificaIly binder components, can be

selectively removed using appropriate solvents or, in the case of some organics, by ashing.

The removal of these components serves the following purposes:
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1) to isolate asbestos from the sample: allowing its weight to be determined;

2) to concentrate asbestos and therefore lower the detection limit 111 the total sample;

3) to aid in the detection and identification of fibrous components; and,

4) to remove organic (ashable) fibers which are optically similar to asbestos.

Common binder materials which are removed easily using the techniques described

include: 1) calcite, gypsum, magnesite, brucite, bassanite, portlandite, and dolomite, usmg

hydrochloric acid, and 2) vinyl, cellulose, and other orgamc components, by ashing. The

removal of the binder components results in a residue containing asbestos, If mitially present,

and any other non-soluble or non-ashable components which were present m the ongmal

sample. Unless the procedures employed result in the loss of some asbestos, the weight

percent of the residue is the upper limit for the weight percent of asbestos in the sample.

ThIs section describes the procedure for removing acid-soluble and ashable components,

and f€lr. determining the weight percent of the residue. However, the acid dissolution and

ashing techniques can be used without the accompanYIng weight measurements to either

liberate or clean fibers to aid in qualitative PLM or AEM analyses.

This technique is not an IdentificaticTt tech;~iquE.. Other methods, such as PLM, XRD, or

AEM must be' used to determine the identity of the components. A description of the

suggested apparatus, reagents, etc. needed for the techniques described is included 111

Append!~ B.

2.3.2 'Interferences /
,.

Any components which cannot by.removed from the sample by selective dissolution or

ashing inte~fere with asbestos qu~n{itation. These components include, ?ut are not limited to,

many silicates (micas, glass fibers, etc.) and oxides (Ti0:l, magnetite, etc.). When interfering

phases are present (the residue contains other phases in addition to asbestos), other

techniques such as PLM, AEM, or XRD must be used to determine the percent of asbestos

in the residue.
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Care must be taken to prevent loss of or chemical/structural changes in the critical

components (asbestos). Prolonged exposure to acids or excessive heatlllg (above 500°C) can

cause changes in the asbestos components in the sample and affect the optIcal properties I 2 1

2.3.3 Quantitation

The weight of the residue remaining after solvent dissolutlOn/ashing should be compared

with the .original weight of the material. Presuming no insoluble matenal IS lost, the weight

percent Of the residue is the upper limit for the amount of asbestos in the sample. If the
,~. .

residue is·comprised only of asbestos, then the weight percent of residue equals the weight
~ .

percent of 'asbestos in the sample. If the reSidue contains other phases, then techmques such

as PLM, XRD, or AEM must be employed to determine the relative abundance of asbestos

in the residue.

The precision and accuracy of the technique are dependent upon the homogeneIty of the

material, the accuracy of the weight mea,<,urements, and the effectiveness of the sample

reductlon and filtering procedures. In practice, the precision can be equal to + 1%, and the

accuracy. at 1 w!% asbestos can be less than or equal to + 10% :-elative.

The incomplete solution of components and the presence of other nonasbestos components

in the residue contribute to producing a positive bias for the technique (falsely high. .
percentiges of asbestos).

2.3.4 Preliminary Examination and Evaluation

Stereomicroscopic and PLM examinations of the sample should already have been

conducted prior to initiating this procedure. These examinations should have provided

information about: 1) whether the sample contains components which can be removed by

acid-washing, solvent dissolution, or ashing, and 2) whether the sample contains asbestos, or

fibers that might be asbestos, or whether no asbestos was detected.

If tire sample is friable and contains organic (ashable) components, the ashing procedure

should be followed. If the sample is friable and contains HCI-soluble components, the acid

dissolution procedure should be followed. If the sample is friable and contains both types of
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components, the two procedures can be applied, prefeiably with acid dissolution following

ashing.

If the sample is non friable (e.g. floor tiles), it is also recommended that the ashmg

procedure be used first, followed by the acid dissolution procedure The ashing procedure

reduces floor tiles to a material which is easily powdered, simplifying the sample preparation

for acid dissolution.

2.3.5 Sample Preparation

2.3.5.1 Drying

Any moisture in the sample will affect the weight measurements, producing falsely low

percentages of residue. If the sample is obviously wet, it should be dned at low temperature

(using a h.eat lamp, or simply by exposure at ambient conditions, prior to startmg the

weighing procedure). If an oven is used, the drymg temperature should not exceed 60°C.

Drying b)! means ~f heat lamp or ambient air must be performed within a safety-filtered

hood. Even ff the sample appears dry, it can contain enough moisture to affect the precision

and accuracy of the technique. The test for sample moisture 1I1volves plac1l1g the amount of

sample to be used on the weighing pan; if the weight remains stable with time, then the

sample is dry enough. If the weight decreases as the sample sits on the weighing pan, then

the sample should be dried. Where conditions of moderate to high humidIty are known to

exist, all materials to be weighed should be allowed time to stabilize to these ambient

conditions.

2.3.5.1 Homoge.nization/Grain Size Reduction
'.

To increase the accuracy and precision of the acid dissolution technique, the sample

should be homogenized prior to analysis. This reduces the grain size of the binder material

and releases it from fiber bundles so that it may be dissolved in a shorter time period.

Leaving the sample in the acid for a longer period of time to complete the dissolution process

can adversely affect the asbestos components, and is not recommended. Homogenization of

the sample also ensures that any material removed for analysis will more likely be

representative of the entire sample.
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Homogenization of friable samples prior to ashing may also accelerate the ashing process;

however, the ashing time can simply be increased without affecting the asbestos In the

sample. Nonfriable samples, such as vmyl floor tiles, can be broken or shaved Into pIeces to

increase surface area and accelerate the ashing process

Homogenization and grain size reduction can be accomplished 111 a vanety of ways' 1)

hand grinding in a mortar and pestle; 2) crushIng With pliers or sllndar Instrument; 3) mlxmg

in a blender; 4) milling (i.e. Wylie mill, cryomill, etc.); or 5) any other techl1lque whIch

seems suital;>le. If the fibers are extremely long, a pair of sCissors or sundar 1mplement can

be used to reduce the fiber length.

2.3.6 Procedure for Ashlng

1) Weigh appropriate amount of materiaL

There is no relitriction on the maximum weight of matenal used; however, a large
amount of ma~erial may take longer 10 ash. Enough material should be used to aVOid
a significant contribution of weighing errors to the total accuracy and precision.

2) Place mat~rial in crucible, weigh, and cover" ith lid.

Pl3.cing 3 I~d on the crucible both minllnizes the amount of oxygen available, slowlI1g
the rate of combustion of the sample, and prevents any foreign material from fallmg
into the crucible dunng ashmg.

3) Place cmcible into furnace, and ash for at least 6 hours.

The furnace temperature at the sample position should be at least 300°C but should
not exceed 500°C. If the sample combusts (burns), the temperature of the sample
may exceed 500°C. Chrysotile will decompose above approximately 500°C.

The furnace area should be well-venlilated and the fumes produced by ashing should
be exhausted outside the buildmg.

The ashing time is dependent on the furnace temperature, the amount of sample, and
the surface area (grain size). Six hours at 450°C is usually suffiCient.

4) Remove crucible from furnace, allow contents to adjust to room temperature
and humidity, and weigh.

27



5) Divide residue weight by starting "eight and multiply by 100 to determine
weight % residue.

6) Analyze residue and/or proceed to acid dissolution procedure.

If the objective was to remove organic fibers that may be confused optically with
asbestos, examine residue with PLM to determine whether a:1Y fibers remain.

If the sample is a floor tile, the aCId dissolutIOn procedure must now be performed
The residue does not have to be analyzed at this stage.

•
~. .

2.3.7 Use of Solvents for Removal of Organics

Solvent dissolution may be used as a substitute for low temperature ashmg for the

purpose of removing organic interferences from bulk bul1ding matenals. However, solvent

dissolution, because of the involvement of potentially hazardous reagents sucl1 as

tetrahydrofuran, amyl acetate, 1-1-1, trichlorethane, etc., requires that all work be

perfonlled with extreme caution inside a biohazard hood Matenal Safety Data Sheets

should be reviewed before using any solvent. Solvent dissolution involves more apparatus

than does ashing, and requires more time, mainly due to set-up and slow filtratIOn resultIng

from .vi$cOUS solvent/residue mixtures ..~.:..
The following is a brief description of (he solvent dlS~olutlon process.

1) Weigh starting material.

Place approximately 15-25ml of solvent In a 100011 beaker. Add 2.5-3.0 grams
(carefully weighed for continued gravimetric tracking) of powdered sample.

2) Untrasonicate sample.

Place the beaker in an ultrasonic bath (or ultrasonic stirrer) for approximately 0.5
hqurs. The sample containers should be covered to preclude escape of an aerosol
spray.

3) Centrifuge sample.

Weigh centrifuge vial before adding beaker ingredients. Wash beaker with an
additional 10-15011 of solvent to remove any remaining concentrate. iThen centrifuge
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at approximately 2000-2500 rpm for 0.5 hour. Use solvenHeslstant centnfuge
tubes.

4) Decant sample, reweigh ..
After sepa,ation by centrifuging, decant solvent by plpetting. Leave a small amount
of solvent in the centrifuge vial to minimize the risk of decantll1g solid concentrate
Allow solid concentrate to dry in vial, then reweigh.

2.3.8 Procedure for Acid Dissolution

1) Weigh starting material, transfer to acid resistant container.

SmaH, dry sample weights between O.lg and 0.5g are recommended (determmed for
47mm filters - adjust amount if dIfferent dIameter tilters are used). If too much

:rna~erial is left after acid dissolution the filter can get clogged and prevent complete
'filtration. Very sn.all samples are also to be avOIded, as the welghll1g errors WIll

have a large effect on the total accuracy and preclslon of the technique.

2) Weigh filter.

3) Add Hel to sample in container, stir, allow to sit for 2-10 minutes.

Either concentrated or dilute HCl can be used. If concentrated HCl is used, add
enough acid to completely soak the matenal, allcw the reaction to proceed to
completion, and then dilute wIth dIstilled water. AlternatIvely, a dIlute solutlOn,
made by adding concentrated HCl to d~stliled water, can be used 111 the place of
concentrated HCI. A solution of I part concentrated HCI to 3 parts dIstIlled water
(approximately 3N solution) has been found to be qUIte effective 111 removing
components within 5 minutes. For a sample sIze less than 0.5g, 20-30 ml of a 3N
HCI solution is appropnate. In either case (using concentrated or dilute HCI), the
reaction will be more effective if the sample has been homogenized first. All
obvious signs of reaction (bubbling) should cease before the sample is filtered. Add
fresh acid, a ml or two at a time, to ensure complete reaction. It should be noted
that if dolomite is present, a 15-20 minute exposure to concentrated HCI may be
required to completely dissolve the carbonate matenals .

..NOTE: Other solvents may be useful for selective dissolution of nonasbestos
tomponents. For example, acetic acid will dissolve calcite, and will not dissolve

• asbestos minerals. If any solvent other than hydrochloric acid is used for the
dissolution of inorgani-: components, the laboratory must be able to demonstrate that
Jhe solvent does not remove asbestos from the sample.

•
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4) . Filter solution.

Use the pre-weighed filter. Pour the solution into the vacuum tilter assembly, then
rinse all material from container into filter assembly. Rinse down the Inside walls of
the glass filter baSIn and check lor particles clinging to the baSin after removal

5) Weigh dried filter + residue, subt ract weight of filter from total

6) Divide residue weight by starting weight and multiply by 100 to detennine
weight% residue.

7) Analyze residue.

Perform stereomicroscopic examination of resIdue (can be performed WIthout
removing the residue from the filter). Note In particular whether any bll1der material
is still present.

Perform PLM, AEM, or XRD an~lysis of resIdue to Identify fibers and determine
concentration as described III the appropnate sections of thIs method

8) Modify procedure if necessary.

If removal of the acid soluble components was not complete, start wlth a new
subsample of material and try any of the follov"lng:

a) Decrease grain size of material (by grindmg, mJllmg, etc)
b) Put solutions on hot plate - warm slightly
c) Increase soak time (exercise caution)

9) Calculate relative weight% asbestos in sample.

wt% asbestos in sample = % asbestos In residue x wt % reSIdue -'- 100

For floor tiles, if the ashing procedure was used first, multiply the weight % of
asbestos in the sample, as determined above, by the weIght percent of the residue
from the ashing procedure, then divide by 100.

Example:
A = wt% residue from ashing = 70%
B = wt% residue from HCl = 20%
C = wt% of asbestos in HCI residue = 50%

wt% asbestos after HCI dissolution = B x C + 100 = 20 x 50 + 100 = 10%
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wt% asbestos in floor tile = (B xC -7- 100) x A -7- 100 = 10 x 70 -7- 100 = 7%

If weights are expressed in decimal form, multiply the weight % of asbestos m the
sample by the weight % of the residue from the ashing procedure, then multIply by
100.

wt% asbestos after HCl dissolution = B x C = 0.2 x 0.5 = 0.1 (x 100 = 10%)

wt% asbestos in floor tile = (B x C) x A = 0.1 x 0.7 = 0.07 (x 100 = 7%)

2.3.9 Determination of Optimal Precision and Accuracy

The precision of the technique can be determined by extractmg multiple subsamples from

the· original sample and applying the same procedure to each. The optImal accuracy of the

technique can be determined by appiying gravimetric standards. MIxtures of calcIte and

asbestos (chrysotile, amosite, etc.) in the following proportions are recommended for testIng

the accuracy of the acid dissolution technique: 0.1 wt% asbestos/99.9 wt% calcite, 1.0 wt%

asbestos/99.0 wt% calcite, and 10 wt% asbestos/90 wt% calcite. Mixtures of cellulose and

asbestos rue useful for testing the accuracy of the ashing technique.

Mixtures of only two components, as described above, are slmphficatlOns of "real-world"

samples. The accuracy determined by analyzing these mixtures is consIdered optimal and

may not apply directly to the measurement of each unknown sample. However, analyzmg

replicates and standards using the full laboratory procedure, mcludmg homogemzatlOn,

ashing, acid dissolution, filtration, and weighing, may uncover steps that Introduce slglllficant

bias or variation that the laboratory may then correct.

2.3.10 References

1. Kressler, J. R., IIChanges in Optical Properties of Chrysotile During Acid
Leaching", The Microscope, 31, 1983, pp. 165-172.

• i

2. Prentice, J. and M. Keech, II Alteration of Asbestos with Heat", Microscopy and
Analysis, March 1989.

Laughlin, G. and W. C. McCrone, '~The Effect of Heat on the Microscopical
Properties of Asbest~s",.The Microscope, 37, 1989, pp. 8-15. "
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2.4'-, X-Ray P-owder Diffraction

2.4.1 Princip1~ and Applicability

The princi:->le of x-ray p,)wder diffraction (XRD) anal) sis is well established. 12 Any

solid crystalline material will diffract an incident beam of parallel, mono::-hromatic x-rays

whenever Bt:agg's Law,

A = 2d sin 0,

is satisfied for a particular set of planes in the crystal lattice, where

A = :the x-ray wavelength, A;
d = the interplanar spacmgs of the set of reflecting Izttlce planes, A and
e = the angle of incidence between the x-ray beam anJ the reflecting lattice planes.

By appropriate orientation of a sample relative to the lI1cident x-ray beam, a diffraction

pattern can be generated that Will be uniquely characteristic of the structure of the crystalline

phases present.

Unlike optical methods of analysis, however, XRD cannot determine crystal morphology.

Therefore, in asbestos analysIs, XRD does not distmgUlsh between fibrous and nonfibrous

forms of the serpentine and amphibole minerals (Table 2-6). However, when used in

conjunction with methods such as PLM or AEM, XRD techniques can provide a reliable

analytical method for the identification and characterization of asbestiform minerals in bulk

materials.

For qualitative analysis by XRD methods, samples should initially be scanned over

limited diagnostic peak regions for the serpentine (-7.4 A) and amphibole (8.2-8.5 A)

minerals (Table 2-7), Standard slow-scanning methods for bulk sample analysis may be used

for materials shown by PLM to contain significant amounts of asbestos (> 5 percent),

Detection of minor or trace amounts of asbestos may require special sample preparation a.t:ld

step-scanning analysis. All samples that exhibit diffraction peaks in the diagnostic regions

for asbestiforrn minerals should be submitted to a full (5°_60° 28; 1° 20/min) qualitative
" .

XRD scan, and their diffraction patterns should be compared with standard reference powder
! .
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diffraction patterns3 to verify initial peak assignments and to identify possible matrix

interferences when subsequent quantitative analysis will be performed.

Accurate quantitative analysis of asbestos in bulk samples by XRD is cntically

dependent on particle size distribution, crystallite size, preferred onentation and matnx

absorption effects, and comparability of standard reference and sample materials. The most

intense diffraction peak that has been shown to be free from interference by prior qualltative

XRD analysis should be selected for quantitation of each asbestlform mineral. A "thm-Iayer"

method of analysis~·6 can be used in which, subsequent to commintltion of the bulk matenal

to - 10 /Lm by suitable cryogenic milling techniques, an accurately known amount of the

sample IS deposited on a silver membrane filter. The mass of asbestlform material is

determined by measuring the integrated area of the selected diffraction peak using a step

scanning mode, correcting for matrix absorptIOn effects, and comparing With sliitable

calibration standards. Alternative "thick-layer" or bulk methods',ll are commonly used for

semi-quantitative analysi~.

...
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TABLE 2-6. THE ASBESTOS MINERALS "':-ill THEIR
NONASBESTIFORM ANALOGS

Chenucal Abstract
As~stlfonTl Nonashe~lIform Sen.lc.. No

f----

S~rp~nt.r.e

Chrysotl1e Antlgont~, hUl.rdil~ 12001-29-5

Amphibole

Anthophyllite asbestos Anthophyllite 77536-67-5
Cummingtonite-grunerite Cumnungton Jte-

asbestos (Amoslte) grunerit~ 12172-73-5
Crocldolite Riebeckite 12001-28-4
Tremolite asbestos Tremohte 77536-68-6
Actinolite asbestos Actlllolite 77536-66-4

TABLE 2-7. PRINCIPAL LATTICE SPACINGS OF AsnESTIFORM MINERALS I

JCPDS
Minerals Pnnclpal d-spacmgs (A) Powder dIffractIOn fik:. and rel:i1ive mtensltles number

Chrys~tlle (Serpentme) 731 100 3657() 4571O :!l-543)
7 36 uXl 36680 :! 4S~ ~5-645

7 10100 23380 355'0 :!~-1162 (th.:Mdlcal)

Amo~lte (Grunente) 8 33 100 3067() 2 756-.0 17-745 (nonnbrou~)

8 :!2 100 30608l 325"'J 27-1170 (UICC)

Anthophyllite 305\00 32460 826" 9-455

3 06'00 8 33"0 3 23<0 16-401 (~ynthetlc)

Crocidolite (Rlebecklle) 8 35'00 3 lOll 2nO" 27-1415 (UICC)
- 840100 3 12,s 27:!6.ao 19-1061

ActmolIte 2.72\00 254100 34010 :25-157

Tremollte 8 38\00 3 1:2 100 :2 705 olO 13-437)
:2 706 100 3 14~s 843.ao :20-1310' (s)nthellc)
3.13 1CXI :2.70660 8.44.ao :23-666 (synthetic mixture

w!nchtente)

1. This information is intended as a guide only. Complete powdc:r diffraction data, includmg
mineral type and source, should be referred to ensure: comparability of sample and reference
materials where possible. Additional preciSion XRD data on amo~lte. crocldollte. tremohte and
chrysotlle are available from the U S. Bureau of MUles, Reference 4.

2. From Reference 3

3. Flbrosity questionable
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This XRD method is applicable as a confirmatory method for identification and

quantitat~n of asbestos in bulk matenal samples that have undergone prior analysIs by PLM

or other optical methods.

2.4.2 Range and Sensitivity

The range and sensitivity of the method have not been determined. They wJ11 be vanable

and dependent upon many factors, including matrix effects (absorption and interferences),

diagnostic reflections selected and their relative intensities, preferred orientation, and

instrumental limitations. A detection limit of one percent is feasible given certain sample

characteristics.

2.4.3" Limitations

2.4.3.1 Interferences

Since the asbestiform and nonasbestiform analogs of the serpentme and amphIbole

minerals (Table 2-7) are indistinguishable by XRD techniques unless specIal sample

preparation techniques and instrumentation are used,9 the presence of nonasbestiform
•

serpentines and amphiboles in a sample will pose severe Interference problems in the

identIfication and quantitative analysis of their asbestiform analogs.

The use of XRD for identification and quantitation of asbesttform minerals in bulk

samples may also be limited by the presence of other interfenng materials in the sample.

For naturally-occurring materials, the commonly assOCIated asbestos-related mineral

interferences can usually be anticipated. However, for fabricated materials, the nature of the

interferences may vary greatly (Table 2-8) and present more serious problems in

identification aAd quantitation. 1o Potential interferences are summarized in Table 2-9 and

include the following:

• Chlorite has major peaks at 7.19 Aand 3.58 Athat interfere with both the primary
(7.31 A) a.'1d secondary (3.65 A) peaks for serpentine (chrysotite). Resolution of the
primary peak to give good quantitative results may be possible when a step-scanning
mode of operation is employed.

• Venniculite has secondary peaks at 7.14 A and 3.56 A that could interfere with the
primary peak (7.31 A) and a secondary peak (3.65 A) ~f serpentine\(chrysotil~).
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TABLE 2-8. COMMON CONSTITUENTS IN BUILDING MATERIAL
(From Ref, 10)

C. Spray Finishes or Paints D. Cementitious Materials

A. insulation Materials

"

'_ Flooring Materials

Chrysotile
Amosite
Crocidolite

*Rock wool
*Slag wool
*Fiber glass
Gypsum (Caso4 • 2Hl O)
Vermiculite (micas)

*Perlite
Clays (kaolin)

*Wood pulp
*Pa~r fibers (talC, clay

carbonate filters)
Calcium silicates (synthetic)
Opaques (chromite, magnetite

inclusions in serpentine)
Hematite (inclusions in "amosite")
Magnesite

*Diatomaceous earth

Chrysolile
Cellulose
Fiber glac;s
Mineral Wool
Asphalt
Quartz
Talc
Mlt'as

Chrysotile
Amoc;ite

., Crocidolile

Micas
Fiber glass
Cellulose
Animal hair
Quartz
Gypsum
Calcite
Dolomite
Calcium sllicales

E. Roofing Materials

Bassanl1e
Carbonate minerals (calcite,

dololllltc, vatcrite)
Talc
Tremolitc
Anthophyllite
Serpentine (including chrysotile)
Amosite
Crocldolite

"MlOeral wool
"Rock wool
"Slag wool
"Fiber glass
Clays (kaolin)
Micas
Chlorite
Gypsum
Quartz

"Organic binders and thickeners
Hydromagnesite
Wollastonite
Opaques (chromite, magnetltc

mclusion in serpentine)
HCllldlitc (:ncluSIOII1> JI\ ·alllo~lIe·)

Jremolite
*Organic binders
-Talc

-- Wollastonite

Calcite _ '
Dolomite'

_Titanium Oxide
Quartz -
Antigorite
ChrysOtile"
AnthOphyllite

B.

w
O"l

• ArnOlpbous materials--contnbute only to overall scattered radiation and Increased background radiatIOn.



TABLE 2-9 INTERFERENCES IN XRD A~ALYSIS OF
ASBESTIFORM MINERALS

Primary diagnostic

IAsbestiform peaks (approximate Interference
Mineral d spacings in A)

Serpenti~e 7.3 Nonasbesuform serpentmes, (antigorite,
Chrysotlle lizardite), chlonte, vermiculite. sepiolIte.

kaolinite, gypsum

· 3.7 Nonasbestiform serpentines (antIgorite,
Iizardite), chlorite, verp1Icuhte, hal1oysIte,

· cellulose•
Ampnibole 3.1 Nonasbestiform amphiboles (grunerite-

Amosite (Grunerite) cummIngtonlle, anthophyllite, riebeckIle,
Antnophyllite tremolite), mutual Interferences, talc,
Crocidolite carbonates

(Riebecki te)
Tremolite 8.3 Nonasbesuform amphIboles (grunente-
Actinolite cummingtomte, anthophyllite, nebeck.Jte,

tremolIte), mutual interferences

• Sepiolite produces a peak at 7.47 A WhICh could interfere with the primary peak
(7.31 A) of serpentine (chrysotI1e).

• Halloysite has a peak at 3.63 A that Interferes with the secondary (3.65 A) peak for
serpentine (chrysotile).

• Kaolinite has a major peak at 7. IS A that may Interfere with the pnmary peak of
serpentine (chrysotile) at 7.31 Awhen present at concentratIons of > 10 percent.
However, the secondary serpentine (chrysotile) peak at 3.65 A may be used for
quantitation.

• Gypsum has a major peak at 7.5 A that overlaps the 7.31 A peak of serpentine
(chrysotile) when present as a major sample constituent. This may be removed by
careful washing with distilled water, or by heating to 300°C to convert gypsum to
plaster of paris (bassanite).

• Cellulose has a broad peak th:lt partially overlaps the secondary (3.65 A) serpentine
(chrysotite) peak.s

I.·
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• Overlap of major diagnostic peaks of the amphibole minerals, grunerite (amosite),
anthophyllite, riebeckite (crocidolite), and tremolite. at approxImately 8.3 A and 3.1
A causes mutual interference when these minerals occur III the presence of one
another. In some instances adequate resolution may be attained by uSIng step
scanning methods and/or by decreasing the collimator slit wIdth at the x-ray port.

• Carbonates may also interfere with quantitative analysis of the amphIbole mmerals
grunerite (amosite), anthophyllite, riebeckite (crocidolite), and tremollte-actinollte.
Calcium carbonate (CaC03) has a peak at 3.035 A that overlaps major amphIbole
peaks at approximately 3.1 A when present in concentrations of > 5 percent.
Removal of carbonates with a dilute acid wash is possIble; however, the time in aCId
should be no more than 20 minutes to preclude any loss of chrysotl1e. 1l

• A major talc peak at 3.12 A interferes with the primary tremolite peak at thIs same
position and with secondary peaks of actinolite (3.14 A). riebeckite (crocidolite) (3 10
A), grunerite (amosite) (3.06 A), and anthophyllite (3.05 A). In the presence of talc,
the major diagnostic peak at approximately 8 3 A should be used for quantltatlOn of
these asbestiform minerals.

The problem of intraspecies and matrix interference IS further aggravated by the

variability of the SIlicate mineral powder diffraction patterns themselves, whIch often makes

definitive identification of the asbestos minerals by comparison with standard reference..
diffrac~pn patterns difficult. This variability results from alterations In the crystal lattice

assocIated with differences in isomorphous substItutIOn and degree of crystallinity. This IS

especially true for the amphiboles. These minerals exhIbit a Wide vanety of very similar

chemical compositions, resulting in diffractIon patterns charactenzed by haVIng major (110)

reflections of the monoclinic amphiboles and (210) reflections of orthorhombIc anthophyllite

separated by less than 0.2 A.12

2.4.3.2 Matrix Effects

If a copper x-ray source is used, the presence of iron at high concentratIons in a sample

will result in significant x-ray fluorescence, leading to loss of peak intensity, increased

background intensity, and an overall decrease in sensitivity. This situatIon may be corrected

by use of an x-ray source other than copper; however, this is often accompanied both by loss

of intensity and by decreased resolution of closely spaced reflections. Altem~tively, use of a
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diffracted beam monochromator wiil reduce background fluorescent radiation, enabling 

weaker diffraction peaks to be detected. 

X-ray absorption by the sample matrix will result in overall attenuation of the diffracted 

beam and may seriously interfere with quantitative analysis. Absorption effects may be 

minimized by using sufficiently "thin" samples for analysis. 5
•
13

•
14 However, unless absorption 

effects are known to be the same for both samples and standards, appropriate corrections 

should be made by referencing diagnostic peak areas to an internal standard7
·
8 or filter 

substrate (Ag) peak. 5•6 

2.4.3.3 Particle Size Dependence 

Because the intensity of diffracted x-radiation is particle-size dependent, it is essential for 

accurate quanti~ative analysis that both sample and standard reference materials have similar 

particle size distributions. The optimum particle size (i.e., fibtr length) range for 

quant1tati\ie analysis of asbestos by XRD has been reported to be 1 to I 0 µmY 

Comparability of sample and standard reference material particle size distributions should be 

verified by optical microscopy (or another suitable method) prior to analysis. 

2.4.3.4 Preferred Orientation Effects 

Preferred orientation of asbestiform minerals during sample preparation often poses a 

serious problem in quantitative analysis by XRD. A number of techniques have been 

developed for reducing preferred orientation effects in "thick layer" samples. 7 u~ For "thin" 

samples on membrane filters, the preferred orientation effects seem to be both reproducible 

and favorable to enhancement of the principal diagnostic reflections of asbestos minerals, 

actually increasing the overall sensitivity of the method. 12
·
14 However, further investigation 

into preferred orientation effects in both thin layer and bulk samples is required. 

' 
2.4.3.5 Lack of Suitably Characterized Standard Materials 

The·w<>blern of obtaining and characterizing suitable reference materials for asbestos 
•· 

analysis is clearly recognized. The National Institute of Standards and Technology can 
I 
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provide standard reference materials for chrysotile, amosite and crocidolite (SRM 1866) and 

anthophyllite, tremolite and actinolite (SRM 1867). 

In addHion, the problem of ensuring the comparability of standard reference and sample 

material~. parti~ularly r7garding crystallite size, particle size distribution, and degree of 

crysta"11nity, has yet to be adequately addressed. For example, Langer et al. 1 ~ have observed 
~ .. 

that 
0

in insulating matrices, chrysotile tends to break open into bundles more frequently than 

amphipoles. This results in a line-broadening effect with a resultant decrease in sensitivity. 

Unless ihis effect is the same for both standard and sample materials, the amount of 

chrysotile in the sample will be under-estimated by XRD analysis. To minimize this 

problem, it is recommended that standardized matrix reduction procedures be used for both 

sample and standard materials. 

2.4.4 Precision and Accuracy 

Neither the precision nor accuracy of this method has been determined. The individual 

laboratory should obtain or prepare a set of calibration materials containing a range of 

asbestos weight percent concentrations in combination with a variety of matrix/binder 

materials. Calibration curves may be constructed for use in semi-quantitative analysis of 

buik materials. 

2.4.5 Procedure 

2.4.5.1 Sampling 

Samples taken for analysis of asbestos content should be collected as specified by EPA 19 

2.4.5.2 Analysis 

All samples must be analyzed initially for asbestos content by PLM. XRD may be used 

as an additional technique, both for identification and quantitation of sample components. 

Note: Asbestos is a toxic substance. All handling of dry materials 'should be performed 

in ·a safety-hood. 
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2.4.5.2.1 Sample Preparation 

The method of sample preparation required for XRD analysis will depend on: (l) the 

condition of the sample received (sample size, homogeneity, particle size distribution, and 

overall composition as determined by PLM); and (2) the type of XRD analysis to be 

performed (qualitative or quantitative; thin-layer or bulk). 

Bulk materials are usually received as heterogeneous mixtures of complex composition 
I 

with very wide particle size distributions. Preparation of a homogeneous, representative 

sample from asbestos-containing materials is particularly difficult because the fibrous nature 

of the asbestos minerals inhibits mechanical mixing and stirring, and because milling 

procedures may cause adverse lattice alterations. 

A discussion of specific matrix reduction procedures is given below. Complete methods 

of sample preparatiEl!'I are detailed in Sections 2.4.5.3 and 2.4.5.4. Note: All samples 

should be examin~d microscopically before and after each matrix reduction step to 

monitor changes in sample particle size distribution, composition, and crystallinity, and 

to ensure sample representativeness and homogeneity for analysis. 

2.4.5.2.2 Milling 

Mechanical milling of asbestos materials has been shown to decrease fiber crystallinity, 

with a resultant decrease in diffraction intensity of the specimen; the degree of lattice 

alteration is related to the duration and type of milling process. 2
0-

23 Therefore, all milling 

times should be kept to a minimum. 

For qualitative analysis, particle size is not usually of critical importance and initial 

characterization of the material with a minimum of matrix reduction is often desirable to 

docum~nt the composition of the sample as received. Bulk samples of very large particle 

size (>2-3 mm) should be comminuted to -100 µm. A mortar and pestle can sometimes be •, 
used in size reduction· of soft or loosely bound materials though this may cause matting of 

some samples. Such samples may be reduced JY cutting with a razor blade in a mortar, or 

by grinding in a suitable mill (e.g., a microhammer mill or equivalent). When using a 

mortar for grinding or cutting, the sample should be moistened with ethanol, or some other 
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suitable wetting agent, to minimize exposure, and the procedure should be performed in a 

HEPA-filtered hood. 

For accurate, reproducible quantitative analysis, the particle size of both sample and 

standard materials should be reduced to - 10 µm . Dry ball milling at liquid nitrogen 

temperatures (e.g., Spex Freezer MiU-, or equivalent) for a maximum time of 10 minutes 

(some samples may require much shorter milJing time) is recommended to obtain satisfactory 

particle size distributions while protecting the integrity of the crystal lattice.5 Bulk samples 

of ver{large particle size may require grinding in two stages for full matrix reduction to 

<IO µm. ~.16 

Final particle size distributions should always be verified by optical microscopy or 

another suitable method. 

2.4.5.2.3 Ashing 

For materials shown by PLM to contain large amounts of cellulose or other organic 

materials, it may be desirable to ash prior to analysis to reduce background radiation or 

matrix interference. Since chrysotile undergoes dehydroxylation at temperatures between 

550°C and 650°C, with subsequent transformation to forsterite, 2u 5 ashing temperatures 

should be kept below 500°C. Use of a muffle furnace is recommended. In all cases, 

calibration of the furnace is essential to ensure that a maximum ashing temperature of 500°C 

is not exceeded (see Section 2.3). 

2.4.5.2:4 Acid Washing 

Becav.se of the interference caused by gypsum and some carbonates in the detection of 

asbestiform minerals by XRD (see Section 2.4.3.1), it may be necessary to remove these .· . 
interferences by a simple acid washing procedure prior to analysis (see Section 2.3). 

2.4.5.3 Qualitative Analysis . 
2.4.5.3. f.,Jnitial Screening of Bulk Material 

Qualitative analysis should be performed on a representative, homogeneous portion of the 

sample, with a minimum of sample treatment, using the following procedure: 
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1. Gt:fod and mix the sample with a mortar and pestle (or equivalent method, see Section 
2:4.5.2.2) to a final particle size sufficiently small ( - 100 µm) to allow adequate 
packing into a sample holder. 

2. Pack sample into a standard bulk sample holder. Care should be taken to ensure that 
a representative portion of the milled sample is selected for analysis. Particular care 
should be taken to avoid possible size segregation of the sample. (Note: Use of 
back-packing method26 for bulk sample preparation may reduce preferred 
orientation_ effects.) 

3. Mount the sample on the diffractometer and scan over the diagnostic peak regions for 
the serpentine ( - 7.4 A) and amphibole (8. 2-8. 5 A) minerals (see Table 2-7). The x
ray diffraction equipment should be optimized for intensity. A slow scanning speed 
0£ I 0 29/min is recommended for adequate resolution. Use of a sample spinner is 
retommended. 

4. Submit all samples that exhibit diffraction peaks in the diagnostic regions for 
asbestiform minerals to a full qualitative XRD scan (5°-60° 20; I 0 20/min) to verify 
initial peak assignments and to identify potential matrix interferences when subsequent 
quantitative analysis is to be performed. 

5. Compare the sample XRD pattern with standard reference powder diffraction patterns 
(i.e., JCPDS powder diffraction data3 or those of other well-characterized reference 
materials). Principal lattice spacings of asbestiform minerals are given in Table 2-7; 
common constituents of bulk insulation and wall materials are listed in Table 2-8. 

2.4.5.3.2 Detection of Minor or Trace Constituents 

Routine screening of bulk materials by XRD may fail to detect small concentrations 

( < I%) of asbestos. The limits of detection will, in general, be improved if matrix 

absorption ~ffects are minimized, and if the sample particle size is reduced to the optimal I 

to 10 µm range, provided that the crystal lattice is not degraded in the milling process. 

Therefore, in those instances when confirmation of the presence of an asbestiform mineral at 

very low levels is required, or where a negative result from initial screening of the buik 

mat_erial by XRD (see Section 2.4.5.3.1) is in conflict with previous PLM results, it may be 

desirable to prepare the sample as described for quantitative analysis (see Section 2.4.5.4) 

and step-scan over appropriate 2() ranges of selected diagnostic peaks (Table 2-7). Accurate 
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transfer of the sample to the silver membrane filter is not necessary unless subsequent 

quantitative analysis is to be performed. 

2.4.5.4 Quantitative Analysis 

The proposed method for quantitation of asbestos in bulk samples is a modification of the 

NIOSH-recommended thin-layer method for chrysotile in air. 6 A thick-layer bulk method 

involving pelletizing the sample may be used for semi-quantitative analysis; 7 
R however, this 

method requires the addition of an internal standard, use of a specially fabricated sample 

press, and relatively large amounts of standard reference materials. Additional research is 

required to evaluate the comparability of thin- and thick-layer methods for quantitative 

asbestos analysis. 

For quantitative analysis by thin-layer methods, the following procedure is recommended: 

1. Mill and size all or a substantial representative portion of the sample as outlined in 
Section 2.4.5.2.2 . . •' .. 

2. Dry at 60°C for 2 hours; cool in a desiccator. 

3. Weigh accurately to the nearest 0.01 mg. 

4. Samples shown by PLM to contain large amounts of cellulosic or other organic 
materials, gypsum, or carbonates, should be submitted to appropriate matrix 
reduction procedures described in Sections 2.4.5.2.3 and 2.4.5.2.4. After ashing 
and/or acid treatment, repeat the drying and weighing procedures described above, 
and determine the percent weight loss, L. 

5. Quantitatively transfer an accurately weighed amount (50-100 mg) of the sample to a 
1-L volumetric flask containing approximately 200 mL isopropanol to which, 3 to 4 
drops of $Urfactant have been added. 

6. Ultrasonicate for IO minutes at a power density of approximately 0.1 W/mL, to 
disperse the sample material. 

7. Dilute to volume with isopropanol. 

8. Place flask on a magnetic-stirring plate. Stir. 

9. Place silver membrane filter on the filtration apparatus, apply a vacuum, and attach 
the reservoir. Release the vacuum and add several milliliters of isopropanol to the 
reservoir. Vigorously hand shake the asbestos suspension and imm~iately withdraw 
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an aliquot from the center of the suspension so that total sample weight, WT, on the 
filter will be approximately 1 mg. Do not adjust the volume in the pipet by 
expelling part of the suspension; if more than the desired aliquot is withdrawn, 
discard the aliquot and repeat the procedure with a clean pipet. Transfer the aliquot 
to the reservoir. Filter rapidly under vacuum. Do not wash the reservoir walls. 
Leave the filter apraratus under vacuum until dry. Remove the reservoir, release 
the vacuum, and remove the filter with forceps. (Note: Water-soluble matrix 
interferences such as gypsum may be removed at this time by careful washing of the 
filtrate with uistil!cd water. Extreme:.care should be taken not to disturb the sample.) 

10. Attach the filter to a flat hol<ler with a suitable adhesive and place on the 
diffractometer. Use of a sample spinner is recommended. 

11. For each asbestos miner.,.i to be quantitated, select a reflection (or reflections) that 
has (have) been shown to be free from interferences by prior PLM or qualitative 
XRD analysis and that can be used unambiguously as an index of the amount of 
material present in the sample (see Table 2-7). 

12. Analyze the selected diagnostic reflection(s) by step-scanning in increments of 0.02 ° 
20 for an appropriate fixed time and integrating the counts. (A fixed count scan may 
be used alternatively; however, the method chosen should be used consistently for all 
samples and standards.) An appropriate scanning interval should be selected for 
each peak, and background corrections made. For a fixed time scan, measure the 
background on each side of the peak for one-half the pea.k-~canning time. The net 
intensity, I1 , is the difference between the peak integrated count and the total 
background count. 

13. Determine the net count, IAe• of the filter 2.36 A silver peak following the 
procedure in step 12. Remove the filter from the holder, reverse it, and reattach 
it to the holder. Determine the net count for the unattenuated silver peak, I~, 
Scan times may be less for measurement of silver peaks than for sample peaks; 
however, they should be constant throughout the analysis . 
. . 

14. Normalize all raw, net intensities (to correct for instrument instabilities) by 
referencing them to an external standard (e.g., the 3.34 A peak of an a-quartz 
reference crystal). After each unknown is scanned, determine the net count, 
l 0

r, of the reference specimen following the procedure in step 12. Determine 
the normalized intensities by dividing the peak intensities by 1° r: 
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2.4.6 Calibration 

2.4.6.1 Preparation of Calibration Standards 

1. Mill and size standard asbestos materials according to the procedure outlined in 
Section 2.4.5.2.2. Equivalent standardized matrix reduction and sizing 
techniques should be used for both standard and sample materials. 

2. Dry at 100°C for 2 hours; cool in a desiccator. 

3. 

4. 

'• 
'', 

Prepare two suspensions of each standard in isopropanol by weighing approximately 
10 an~SO mg.of the dry material to the nearest 0.0,1 1mg. Transfer each to a i-L 
volumetric flask containing approximately 200 mL isopropanol to which a few drops 
of surfactant have been added. . 

Ultrasoni<ltte for 10 minutes at a power density of approximately 0.1 W/mL, to . 
disper~e t~ asbestos material. · 

S. Dilute to volume with isopropanol. 

6. Place the flask on a magnetic stirring plate. Stir. 

7. -Prepare, in triplicate, a series of at least five standard filters to cover the desired 
analytical range, using appropriate aliquots of the 10 and 50 mg/L suspensions. For 
each standard, mount a silver membrane filter on the filtration apparatus. Place a 
few mL of isopropanol in the reservoir .. Vigorously hand shake the· asbestos 
suspension and immediately withdraw an aliquot from the center. of the suspension. 

-. 

Do not adjust the volume in the pipet by expelling part of the suspension; if more 
.t~an the desired aliquot is withdrawn, discard the aliquot and resume the procedure 
with a clean pipet. Transfer the aliquot to the reservoir. Keep the tip of the pi pet 
near the surface of the isopropanol. Filter rapidly under vacuum. ·.oo·not wash the 
sides of the reservoir. Leave the vacuum on for a _time sufficient to dry the filter. 
Release the vacuum and remove the: filter with forceps. · 
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~.4.6.2 Analysis of .Calibration Standards 

1. Mount each filter on a flat holder. Perform step scans on selected diagnostic 
reflections of the standards and reference specimen using the procedure outlined in 
Section 2.4.5.4, step 12, and the same conditions as those used for the samples . 

• 
2. Determine the normalized intensity for each peak measured, i 0 td, as outlined in 

Section 2.4.5.4, step 14. s 

2.4. 7 Calculations 

For each asbestos reference material, calculate the exact weight deposited on each 

standard filter from the concentrations of the standard suspensions and aliquot volumes. 

Record the weight, w, of each standard. Prepare a calibration curve by regressing i 0std, on 

w. Poor reproducibility (±15 percent RSD) at any given level indicates problems in the 

sample preparation technique, and a need for new standards. The data should fit a straight

line equation. 

Determine the slope, m, of the calibration curve in counts/microgram. The intercept, 

b, of the line with the t;td axis should be approximately zero. A large negative intercept 

indicates an error in determining the background. This may arise from incorrectly measuring 

the baseline or from interference by another phase at the angle of background measurement. 

A large positive intercept indicates an error in determining the baseline or that an impurity is 

included in the measured peak. 

Using the norm9.lized intensity, t Ag for the attenuated silver peak of a sample, and 

the corresponding normalized intensity from the unattenuated silver peak t0A , of the sample • g 
filter, dlculate the transmittance, T, for each sample as follows: 27•21 · 

< 

Determine the correction factor, f(T), for each sample according to the formula: 
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f(T) 
-R (ln T) 

= 
1 - TR 

where 

R = 
sin 6Ag 

sin ea 

8A1 = angular position of the measured silver peak (from Bragg's Law), and 

81 = angular position of the diagnostic asbestos peak. 

Calculate the weight, W1 , in micrograms, of the asbestos material analyzed for in each 

sample, using the absorption corrections: 

. 
Iaf(t) -b 

m 

Calculate the percent composition, P., of each asbestos mineral analyzed for in the parent 

material, from the total sample weight, WT, on the filter: 

Wa(l - .OlL) 
x 100 

where 

P 1 = percent asbestos mineral in parent material; 

W1 = mass of asbestos mineral on filter, in µg; 

WT =.total sample weight on filter, in µg; 

L = 'percent weight loss of parent material on ashing and/or acid treatment (see Section 
2.4.5.4). 

48 



2.4.8 ·References 

~.:·.Klug, ·H. P. and L. E. Alexander, X-Ray Diffraction Procedures for 
Polycrystalline and Amorphous Materials, 2nd ed., New York: John Wiley and 
Sons, 1979. 

2. Azaroff; L. V. and M. J. Buerger, The Powder Method of X-Ray 
°Crystallography, New York: McGraw-Hill, 1958. 

3. JCPDS-International Center for Diffraction Data Powder Diffraction Studi~s, 

1601 Park Lane, Swarthmore, PA. 

4. Campbell, W. J., C. W. Huggins, and A.G. Wylie, Chemical and Physical 
Characterization of Amosite, Chrysotile, Crocidolite, and Nonfibrous Trcmolite 
for National Institute of Environmental Health Sciences Oral Ingestion Studies, 

• . U.S. Bureau of Mines Report of Investigation R18452, 1980. 
·~ . ' 

5. Lange, B. A. ano J. C. Haartz, Determination of microgram quantities of asbestos 
by x-ray diffraction: Chrysotile in thin dust layers of matrix material, Anal. 
Chem., 51(4):529-525, 1979. , 

~6. NIOSH Manual of Analytical Methods, Volume 5, U.S. Dept. HEW, August . ' 
1979, pp. 309-1 to 309-9. 

7. Dunn, H.W. and J. H. Stewart, Jr., Determination of chrysotile in building 
materials by x-ray diffractometry, Analytical Chemistry, 54 (7); 1122-1125, 1982. 

8. Taylor, A., Methods for the quantitative determination of asbestos and quartz in 
bulk samples using x-ray diffraction, The Analyst, 1 03(1231):1009-1020, 1978. 

9. Birks, L., M. Fatemi, J. Y. Gilfrich, and E. T. Johnson, Quantitative Analysis of 
Airborne Asbestos by X-Ray Diffraction, Naval Research Laboratory Report 7879, 
Naval Research Laboratory, Washington, DC, 1975. 

10. Asbestos-Containing Materials in School Buildings: A Guidance Document, U. 
S. Environmental Protection Agency. EPA/OTS No. C00090, March 1979. 

11. Krause, J. B. and W. H. Ashton, Misidentification of asbestos in talc, pp. 339-353, 
In: Proceedings of Workshops on Asbestos: Definitions and Measurement 
Methods (NBS Special Publication 506), C. C. Gravatt, P. D. LaFleur, and K. F. 
Heinrich (eds.), Washington, DC: National Measurement Laboratory, National 
Bureau of Standards, 1977 (issued 1978). 

49 



12. Stanley, H. D., The detection and identification of asbestos and asbestiform minerals 
in talc, pp. 325-337, In: Proceedings of Workshop on Asbestos: Definitions and 
Measurement Methods (NBS Special Publication 506), C. C. Gravatt, P. D. 
LaFleur, and K. F. Heinrich (eds.), Washington, DC: National Measurement 
Laboratory, National Bureau of Standards, 1977 (issued 1978). 

13. Rickards, A. L., Estimation of trace amounts of chrysotile asbestos by x-ray 
diffraction, Anal. Chem., 44( 11): 1872-3, 1972. 

14. Cook, P. M., P. L. Smith, and D. G. Wilson, Amphibole fiber concentration and 
determination for a series of community air samples: use of x-ray diffraction to 
supplement electron microscope analysis, In: Electron Microscopy and X-Ray 
Applications to Environmental and Occupation Health Analysis, P. A. Russell 
and A. E. Hutchings (eds.), Ann Arbor: Ann Arbor Science Publications, 1977. 

15. Rohl, A. N. and A. M. Langer, Identification and quantitation of asbestos in talc, 
Environ. Health Perspectives, 9:95-109, 1974. 

16. Graf, J. L., P. K. Ase, and R. G. Draftz, Preparation and Characterization of 
Analytical Reference Materials, DHEW (NIOSH) Publication No. 79-139, June 
1979. . 

17. Haartz, J. C., B. A. Lange, R. G. Draftz, and R. F. Scholl, Selection and 
characterization of fibrous and nonfibrous amphiboles for analytical methods 
qevelopment, pp. 295-312, In: Proceedings of Workshop on Asbestos: 
1?efinitions and Measurement Methods (NBS special Publication 506), C. C. 
Gravatt, P. D. LaFleur, and K. F. Heinrich (eds.), Washington, DC: National 
M~surement Laboratory, National Bureau of Standards, 1977 (issued 1978). 

18. Personal Communication, A. M. Langer, formerly of Environmental Sciences 
Laboratory, Mount Sinai School of Medicine of the City University of New York, 
New York, NY, now of Brooklyn College, Brooklyn, N. Y. 

19. Asbestos .in Buildings: Simplified Sampling Scheme for Friable Surfacing 
Materia~ U.S. Environmental Protection Agency. EPA 560/5-85-030a, October 
1985. ~ 

. ,. 
20. Langer, A. M., M. S. Wolff, A. N. Rohl, and I. J. Selikoff, Variation of properties 

of chrysotile asbestos subjected to milling, J. Toxicol. and Environ. Health, 

• 4: 173-188, 1978 . 

21. Langer, A. M., A. D. Mackler, and F. D. Pooley, Electron microscopical 
investigation of asbestos fibers, Environ._ Health Perspect., 9:63-80, 

1
1974. 

50 



22;: Occella, E. and G. Maddalon, X-ray diffraction characteristics of some types of 
asbestos· in relation to different techniques of comminution, Med. Lavoro, 
54(10):628-636, 1963. 

23. Spumy, K. R., W. Stober, H. Opiela, and G. Weiss, On the problem of milling and 
ultrasonic treatment of asbestos and glass fibers in biological and analytical 
applications, Am. Ind. Hyg. Assoc. J., 41: 198-203, 1980. 

24. Berry, L. G. and B. Mason, Mineralogy, San Francisco: W. H. Greeman & Co., 
1959. 

25 Schelz, J. P., The detection of chrysotile asbestos at low levels in talc by differential 
thermal analysis, Thennochimica Acta, 8: 197-204, 1974. 

26. Reference 1, pp. 372-374. 

27. Lerou·x.~.J., Staub-Reinhalt Luft, 29:26 (English), 1969. 

28. Leroux, J. A., B. C. Davey, and A. Paillard, Proposed standard methodology for 
"the evaluation of silicosis hazards, Am. Ind. Hyg. Assoc. J ., 34:409, 1973. 

2.5 Analytical Electron Microscopy 

2.5.1 Applicability 

Analytical electron microscopy (AEM) can often be a reliable method for the detection 

and positive identification of asbestos in some bulk building materials, both friable and 

nonfriable. The method is particularly applicable to bulk materials that contain a large 

amount of interfering materials that can be removed by ashing and/or dissolution and contain 

asbestos fibers that are not resolved by PLM techniques. Many floor tiles and plasters would 

be included in this type of sample. In combination with suitable specimen preparation 

techniques, the AEM method can also be used to quantify asbestos concentrations. 

2.5.2 Range 

The range is dependent on the type of bulk material being analyzed. The upper detection 

limit is 100%, and·the lower detection limit can b1~ as low as 0.0001 % depending on the 

extent to which interfering materials can be separnted during the preparation of AEM 
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specimens, the sophistication of the AEM preparation, and the amount of labor expended on 

AEM examination. 

2.5.3 Interferences 

The presence of a large amount of binder/matrix materials associated with fibers can 

make it difficult to positively identify fibers as asbestos. The portion of the fiber examined . 
by either electron diffraction or energy dispersive x-ray analysis (EDXA) must be free of 

binder/matrix materials. 

2.5.4 Precision and Accuracy 

The precision and accuracy of the method have not been determined. 

•, . 
2.5.5 Procedures 

• .. 
The ~procedures for AEM specimen preparation depend on the data required. In analysis 

.. 
of floor tiles, the weighed residue after removal of the matrix components (see Section 2.3, 

Gravimetry) is often mostly asbestos, and the task is primarily to identify the fibers. In this 

situation· the proportion of asbestos in the residue can be estimated by AEM and this estimate 

can be used to refine the gravimetric result. For many floor tiles, the final result is not very 

sensitive to errors in this estimation because the proportion of asbestos in the residue is very 

high. For samples in which this is not the case, precise measurements can be made using a 
' -

quantitative AEM preparation, in which each grid opening of the specimen grid corresponds 

to a known weight of the original sample or of a concentrate derived from the original 

sample. Asbestos fibers on these grids are then identified and measured,· using a fiber 
) . 

counting protocol which is directed towards a precise determination of mass concentration. 

This latter procedure is suitable for samples of low asbestos concentration, or for those in 

which it is not possible to remove a large proportion of the matrix material. 

2.5.5.1 AEM Specimen Preparation for Semi-Quantitative Evaluation_ 

The residual material from any ashing or dissolution procedures (see Section 2.3) used 
' ' 

(usually trapped on a ·membrane mter) should be placed in a small'.volume_.of ·ethanol ,or 

another solvent such as acetone or isopropyl alcohol, in a disposable beaker, :and disi}ersed 
I 
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by treatment in an ultrasonic bath. A small volume of this suspension (approximately 3µ.l) 

should be pipetted onto the top of a carbon-coated TEM grid. The suspension should be 

allowed to dry under a heat lamp. The grid is then ready for examination. 

Samples that are not conducive to ashing or dissolution may also be prepared in this way 

for.AEM analysis. -A few milligrams of the sample may be ground in a mortar and pestle or 

milled, dispersed in ethanol or another solvent using an ultrasonic bath, and pipetted onto a 

grid as described previously. 

2.5.5.2 AEM Specimen Preparation for Quantitative Evaluation 

The objective of this preparation is to obtain a TEM grid on which a known weight of 

the bulk sample is represented by a known area of the TEM grid. A known weight of the 
• 

bulk sample, or of the residue after extractior., should be dispersed in a known volume of 

distillec'.i.\l.•ater. Aliquots of this dispersion should then be filtered through 0. 22 µm pore-size 
:· .. 

MCE or 0.2 µ.m pore-size PC filters, using filtration techniques as described for analysis of 

water samples. 1 In order to obtain filters of appropriate particulate loading for AEM 

analysis, it may be necessary to perform serial dilutions of the initial dispersion. TEM grids 

should then be prepared from appropriately-loaded filters. using the standard methods.2 

Determination of the mass concentration of asbestos on the TEM grids. requires a 

different fiber counting protocol than that usually used for determination of numerical fiber 

concentrations. lpitially, the grids should be scanned to determine the dimensions of the 

largest asbestos fiber or fi~er bundle on the specimens. The volume of this fiber or bundle 

should be calculated. The magnification of the AEM should be set at a value for which the 

length of this fiber or bundle just fills the fluorescent screen. Asbestos fiber counting should 

then be continued at this magnification. The count should be terminated when the volume of 

the initial large fiber or bundle represents less than about 5% of the integrated volume of all 

asbestos fibers detected. This counting strategy ensures that the fiber counting effort is 

directed toward those fibers which contribute most to the mass, and permits a precise mass 

concentration value to be obtained. 
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2.5.5.2.1 Identification 

To document the positive identification of asbestos in a sample, the analyst should record 

the following physical properties: morphology data, electron diffraction data, EDXA data, 

and any other distinguishing characteristics observed. For fibrous structures identified as 

nonasbestos, the unique physical property or properties that differentiate the material from 

asbestos should be recorded. 

The purpose of the identification data collected is to prevent or limit false negatives and 

false positives. This can be accomplished by having a system for measuring and recording 

the d-spacings and symmetry of the diffraction patterns, determining the relative abundance 

of th~ elements detected by EDXA, and cumparing these results to reference data. The 

laboratory should have a set of reference asbestos materials from which a set of reference 

diffraction patterns and x-ray spectra have been developed. Also, the laboratory should have 

available reference data on the crystallography and chemical composition of minerals that 

might a.nalytif:ally'interfere with asbestos . 

. : . . .. 
2.5.6· References. 

I. Chatfield, E.J., and M. J. Dillon, Analytical Method for Determination of 
Asbestos Fibers in Water, EPA-600/4-83-043. U.S. Environmental Protection 
Agency Environmental Research Laboratory, 1983. 

2. Environmental Protection Agency's Intel'im Transmission Electron Microscopy 
Analytical Methods--Mandatory and Nonmandatory--and Mandatory Section to 
Determine Completion of Response Actions, Appendix A to subpart E, 40 CFR 

~™· . 
2.6 ~ther Methodologies . .. . 

Additional analytical methods (e.g. Scanning Electron Microscopy) may be applicable for 

some bulk materials. However, the analyst should take care to recognize the limitations of 

any analytical method chosen. Conventional SEM, for example, cannot detect small .. 
diameter fibers ( - < 0.2µm), and cannot determine crystal structure. It is, however, very .. 
useful for obsen:ing surface features in complex particle matrices,. and for determining 

elemental compositions. 
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3.0 QUALITY CONTROL/QUALITY ASSURANCE OPERATIONS- PLM 

A program to routinely assess the quality of the results produced by the PLM laboratory 

must be developed and implemented. Quality Control (QC) is a system of activities whose 

purpose is to control the quality of the product or service so that it meets the need of the 

users. This also includes Quality Assessment, whose purpose is to provide assurance that 

the overall quality control is being done effectively. While the essential elements of a quality 

control system are described in detail elsewhere, 1•
2

•
3

•
4

·
5
•
6 only several of the elements will be 

discussed here. Quality Assurance (QA) is comprised of Quality Control ano Quality 

Assessment and is a system of activities designed to provide assurance that a product or 

service meets defined standards of quality. 

Thctpurpose of the Quality Assurance program is to minimize failures in the analysis of 

materials prio.r to submitting the results to the client. Failures in the analysis of asbestos 

materials include false positives, false negatives, and misidentification of asbestos types. 

False positives result from identification or quantitation errors. False negatives result from 

identification, detection, or quantitation errors. 

For··the stereomicroscopic and PLM techniques, the quality control procedures should 

characterize the accuracy and precision of both individual analysts and the techniques. 

Analysts should demonstrate their abilities on calibration materials, and also be checked 

routinely on the analysis of unknowns by comparison with results of a second analyst. The 

limitations of the stereomicroscopic and PLM techniques can be determined by using a 

second analytical technique, such as gravimetry, XRD, or AEM. For example, 

stereomicroscopic and PLM techniques can fail in the analysis of floor tiles because the 
,. 

asbesto~·fibers in the sample may be too small to be resolved by light microscopy. An XRD 

or A~M analysis is not subject to the same limitations, and may indicate the presence of 

asbes!Os in the sample. 

T.he accuracy, precision, and detection limits of all analytical techniques described in this 

method are dependent on the type of sample (matrix components, texture, etc.), on the 

preparation of the sample (homogeneity, grain size, etc.), and the specifics of the method 

(number of point counts for PLM, mass .of sample for gravimetry, counting time for XRD, 
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etc.). These should be kept in mind when designing quality control procedures and 

characterizing performance, and are variables that must be tracked in the quality assurance 

system. 

3.1 General Considerations 

3.1.1 . Training 

'Of paramount importance in the successful use of this or any other analytical metho<l is 

the well-trained analyst. It is highly r<".C<>mmended that the analyst have completed course 

work in optical mineralogy on the collegiate level. That is norto say that others cannot 

successfully use this method, but the classification error rate7 may, in 5ome cases, be directly 

attributable to level of training. In addition to comp!eted course work in optical mineralogy, 

specialized course work in PLM and asbestos identification by PLM is desirable. Experience 

is as important as education. A good laboratory training program can be used in place of 

course work. Analysts that are in training and not yet fully qualified should have all 

analyses checked by a qualified analyst before results are released. A QC Plan for asbestos 
' 

identification would be considered incomplete without a detailed description of the analyst 

training program, together with detailed records of training for ~ch analyst. 

3.1.2 Instrument Calibration and Maintenance 

Microscope alignment checks (alignment of the polarizer at 90° with respect to the 

analyzer, and coincident with the cross-lines, proper orientation of the 'slow vibration 

direction of the Red I compe~sator plate, image of the field diaphragm focussed in t~e plane 

of the specimen, centering of the central dispersion ~taining stop, etc.) should be performed 
' ' ' 

with sufficient frequency to ensure proper operations. Liquids used for_ refractive index 

determinati~n and those. r,,>tionally used for dispersion staining should· have periodic , . " 

refractive index checks using a refractometer or known refractive index 'solids. These 

calibrations must be documented; 

:Microscopes ~d ancillary equipment should be maintained daily._ Jt is recommended that . 
at leasi pnce per year each microscope be thoroughly cleaned and re-aligned by a •• 
professional microscope ~rviee technician. Adequate inventories of repl~ceable ~s 

' ' . \ 

" -~ ·~,. ' I ,, 
-':_ :'._- '-, :t,.I, ;,,_ 
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(illumination lamps, etc.) should be established and maintained. All maintenance must be 

documented. 

3.2 Quality Control of Asbestos Analysis 

3.2.1 Qualitative Analysis 

All analysts must be able to correctly identify the six regulated asbestos types (chrysotile, 

amosite, crocidolite, anthophyllite, actinolite, and tremolite) using combi;1ed 

stereomicroscopic and PLM techniques. Standards for the six asbestos types listed are 

available from NIST, and should be used to train analysts in the measurement of optical 

properties and identification of asbestos. These materials can also be used as identification 

standards,°U?r XRD and AEM. 

·Identification errors between asbestos types (e.g. reporting amosite when tremolite is 

present) implies that the analyst cannot properly determine optical properties and is relying 

on morphology ~s the identification criteria. This Is not acceptable. Each analyst in the lab 
~ . 

should p(~i'e his or her proficiency in identifying the asbestos types; this can be checked 

through use .,f calibr~tion materials (NVLAP proficiency testing materials, materials 

characterized b:)7 an i]tdependent technique, and synthesized materials) and by comparing 

;.esults v.rith another analyst. The identifi":\tion of all parameters (e.g. refractive indices, 

birefringence, sign of elongation, etc.) leading to the identification should fall within control 

limits .determined by the laboratory. In addition, a subset of ;naterials should be analyzed 

using another technique to confirm the analysis. 

As discussed earlier, the qualitative.analysis is dependent upon matrix an·d asbestos type 

and texture. Therefore, the quality assurance system should monitor for samples that are 

difficult to analyze and develop additional or special steps to ensure accurate characterization 

of these materials. When an analyst is found to be out of the control limits defined by 'the 

laboratory, he or she should undergo additional training and have confirmat~ry ·~alyses 

perforn\w on hll samples until the problem has been corrected. 
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3.2.2 Quantitative Analysis 

The determination of the amount of asbestos in a sample can be accomplished using the 

various techniques outlined in this method. The mandatory stereomicroscopic and PLM 

examinations provide concentrations in terms of volume, area, or weight, depending upon the 

calibration procedure. Gravimetric and quantitative XRD techniques result in concentrations 

in units of weight percent. Specific guidelines for determining accuracy and precision using 

these techniques are provided in the appropriate sections of this method. In general, 

however, the accuracy of any technique is determined through analysis of calibration 

materials which are characterized by multiple independent techniques in order to provide an 

unbiased value for ~he analyte (asbestos) in question. The precision of any technique is 

determined by multiple analyses of the sample. The analyst is the detector for 

stereomicroscopic and PLM techniques, as opposed lo gravimetric and XRD techniques, and 

therefore must be calibrated as an integral part of the procedure. 

As in the qualitative analysis, the laboratory should determine its accuracy and precision 

for quantitative asbestos analysis according to the type of material analyzed and the technique 

used for analysis. For example, the laboratory may determine that its analysts have a 

problem with calibrated area estimates of samples containing cellulose and chrysotile and 

therefore needs to make or find special calibration materials for this class of sample. 

Calibration materials for quantitative analysis of asbestos are available through the Bulk 

Asbestos.NVLAP as proficiency testing materials for those laboratories enrolled in NVLAP. 

I~ a repo~ provided following a test round, the concentration of asbestos in each sample is 

given in weight percent with 95%/95 % tolerance limits, along with a description of the 

major matrix components. Materials from other round robin and quality assurance programs 

for asbestos analysis may not have been analyzed by independent techniques; the 

concentrations may represent consensus PLM results that could be significantly biased. 

Therefore, ·values from these programs should filU be used as calibration materials for 

quantitatiye analysis . . . 
~a11bration materials for quantitative analysis can also be synthesized by mixing asbestos 

and appropriate matrix materials, as described in Appendix C of this method. These 
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inate~~ls are usually simplifications of "real world" salnples; therefore the accuracy and 
,_ . 
[kedsiQn ~etermined from analysis of these materials are probably ideal. 

' .· ~imits on permissible analytical variability must be established by the laboratory prior to 

QC implemen~tion. It is recommended that a laboratory initially be at I 00% quality control 

(all samples reanalyzed.) The proportion of quality control samples can later be lowered 

gradually., as control indicates, to a minimum of 10%. Quantitative results for standards . 
includin'g the mean and error estimate (typically 95 % confidence or tolerance intervals) 

should be recorded. Over time these data can be used to help determine control limits foi 

quality control charts. 

The establishmerit and use of control charts is extensively discussed elsewhere in the 

literature. 1
•
2

•
3

•
4·s Several cautions are in order: 

• Control charts are based on the assumption that the data are distributed normally. 
Using rational subgrouping,· the means of the subgroups are approximately normally 
distributed, irrespective of the distribution of the individual values in the si.;bgroups. 
Control charts for asbestos analysis are probably going to be based on individual 
measurements, not rational subgroups. Check the data for normality before 

fli ·proceeding with the use of control chans. Ryans suggests a minimum of 50 analyses 
before an attempt is made to establish controi limits. However, for this analysis, 
consider setting "temporary" limits after accumulating 20-30 analyses of the sample. 

• . Include both prepared slides as well as bulk samples in your reference inventory. 

• Make certain that sample quantities are sufficient to last, and chat the act of sampling 
will not alter the composition of the reference sample. 

Data on analytical variability can be obtained by having analysts repeat their analyses of . 
samples and also by having different analysts analyze the same samples. 

3.J lnterlaboratory Quality Control 

The establishment and maintenance of an interlaboratory QC program is fundamental to . 
continued ·assurance that the data produced within the laboratory are of consistent high 

quality.· Intralaboratory programs may not be as sensitive to accuracy and precision error, 

especially if the control charts (see Section 3.2.2) for all analysts in the laboratory indicate 

small percent differences. A routine interlaboratory testing program will assist in the 

detection of internal bias and analyses may be performed more frequently than proficiency 
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testing. Arrangements should be made with at least two (preferably more) other laboratories 

that conduct asbestos identification by PLM .. Samples (the nu:nber of which is left to the 

participating laboratories, but at least 4-10) representing the types of samples and matrices 

routinely submitted to the lab for analysis should be exchanged with sufficient frequency to 

determine intralaboratory bias. Both reference slides and bulk samples should be used. 

Results of the interlaboratory testing program should be evaluated by each of the 

participating laboratories and corrective actions, if needed, identified and implemented. 

Since quantitation problems are more pronounced at low concentrations ( :5 5 % ), it would be 

prudent to include approximately 30-50% from this concentration range in the sample 

selection process. 

3.4 Performance Audits 

Performance audits are independent quantitative assessments of laboratory performance. 

These audits are similar to the interlaboratory QC programs established between several 

laboratories, but with a much larger cohort (the EPA Asbestos Bulk Sample Analysis Quality 

Assurance Program had as many as l 100 participating laboratories). Participation in this 

type of program permitted assessment of performance through the use of "consensus" test 

materials, and served to assist in assessing the bias relative to individual interlaboratory, as 

well as intralaboratory programs. Caution should be exercised in the use of "consensus" 

quantitation results, as they are likely to be significantly responsible for the propagation of .. 
high bias in visual estimates. The current NIST/NVLAP9 for bulk asbestos laboratories 

(PLM) does not use concensus quantitation results. Results are reported in weight percent 

with a 95% tolerance interval. The American Industrial Hygiene Association (AIHA) 10 also 

conducts a proficiency testing program for bulk asbestos laboratories. Quantitation results 

for this program are derived from analyses by two reference laboratories and PLM, XRD 

and gravimetric analysis performed by Research Triangle Institute. 

3.5 Systems Audits 

Where performance audits are quantitative in nature, systems audits are qualitative. 

Systems audits are assessments of the laboratory quality system as specifi~ in th
1
t: Laboratory 
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Quality Assurance Manual. Such an audit might consist of an evaluation of some facet of the 

QA Manu.al, or the audit may be larger in scope. For example, the auditor might request 

specific laboratory data sheets which will be evaluated against written procedures for data 

recording in the l<.'..:ioratory. Or, the auditor might request air monitoring or contamination / 

control data to review for frequency of sampling, analysis methodology, and/or corrective 

actions taken when problems were discovered. The audit report should reflect the nature of 

the audit as well as the audit results. Any recommendations for improvement should also be 
.. 1. 

reflected in such a reP.Ort. 
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APPENDIX A. GWSSARY OF TERMS 

Accuracy - The degree of agreement of a measured value with the true or expected value. 

Anisotropic - Refers to substances that have more than one refractive index (e.g. are 
birefringent), such as i1onisometric crystals, oriented polymers, or strained isotropic 
substances. 

Asbestiform (morphology) - Said of a mineral that is like asbestos, i.e., crystallized with the 
habit of asbestos. Some asbestiform minerals may lack the properties which make 
asbestos commercially valuable, such as long fiber length and high tensile strength. 
With the light microscope, the asbestiform habit is generally recognized by the 
following characteristics: 

• Mean aspect ratios ranging from 20: 1 to 100: 1 or higher for fibers longer than 
5µm. Aspect ratios should be determined for fibers. not bundles. 

• Very thin fibrils, usually less than 0.5 micrometers in width, and 

• Two or more of the following: 

- Parallel fibers occurring in bundles, 

- Fiber bundles displaying splayed ends, 

- Matted masses of individual fibers, and/or 

- Fibers showing curvature 

These characteristics refer to the population of fibers as observed in a bulk sample. 
It.is not unusual to observe occasional particles having aspect ratios of IO: l or Jess, 
but it is unlikely that the asbestos component(s) would be dominated by particles 
(individual fibers) having aspect ratios of < 20: 1 for fibers longer than 5µm. If a 
sample contains a fibrous component of which most of the fibers have aspect ratios of 
< 20: 1 and that.do not display the additional asbestiform characteristics, by definition 
the component should not be considered asbestos. 

Asbestos - A commercial term applied to the asbestiform varieties of six different minerals. 
The asbestos types are chrysotile (asbestiform serpentine), amosite (asbestiform 
grunerite), crocidolite (asbestiform riebeckite), and asbestiform anthophyllite, 
asbestiform tremolite, and asbestiform actinolite. The properties of asbestos that 
caused it to be widely used commercially are: 1) its ability to be separated into long, 
thin, flexible fibers; 2) high tensile strength; 3) low thermal and electrical 
conductivity; 4) high mechanical and chemical durability, and 5) high 1heat resistance. 
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of the specimen and the mounting medium are different; it is used 10 determine 
refractive index. 

Bias - A systematic error characterized by a consistent (non-random) measur~ment error. 

Binder· With reference to a bulk sample, a component added for cohesiveness (e.g. 
plaster, cement, glue, etc.). 

'Birefringence - The numerical difference between the maximum and minimum refractive 
indices of an anisotropic substance. Birefringence may be estimated, using a 
Michel-Levy chart, from the interference colors observed under crossed polarizers. 
Interference colors are also dependent on the orientation and thickness of the grain. 
and therefore are used qualitatively to determine placement in one of the four 
categories listed below. 

Quajitative 
none 
low 
moderate 
high 

Ouantitative<N-n) 
0.00 or isotropic 

~0.010 

0.011-0.050 
>0.050 

Bulk Sample - A sample of building material taken for identification and quamitation of 
asbestos. Bulk building materials may include a wide variety of friable and 
nonfriable materials. 

Bundle - Asbestos structure consisting of several fibers having a c:Ommon axis of elongatio 

Calibration Materials - Materials7 such as known weight % standards~ that assist in the 
calibration of microscopists in terms of ability to quantitate the asbestos content of 
bulk materials. 

Color - The color of a particle or fiber when observed in plane polarized lighL 

Compensator - A device with known. fixed or variable retardation and vibration direction 
used for determining the degree of retardation (hence the thickness or value of 
birefringence) in an anisotropic specimen. It is also used to determine the sign of 
elongation of elongated materials. The most common compensator is the first-orde1 
red plate (530-SSOnm retardation). 

Control Chart - A graphical plot of test results with respect to time or sequence of 
measurement, together with. limits within which they are expected to lie when the 
system is in a state of statistical control. · 
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Detection Limit - The smallest concentration/amount of some component of interest that 
can be measured by a single measurement with a stated level of confidence. 

Dispersion Staining (focal masking) - An optical means of imparting apparent or virtual 
color to transparent substances by the use of stops in the objective back focal plane; ir 
it is used to determine refractive indices. 

Error - Difference between the true or expected value and the measured value of a quantity 
or parameter. 

Extinction - The condition in which an anisotropic substance appears dark when observed 
between crossed polars. This occurs when the vibration directions in the specimen 
are parallel to the vibration directions in the polarizer and analyzer. Extinction may 
be complete .or incomplete; common types include parallel, oblique, symmetrical and 
undulose. · 

Extinction Angle - For fibers, the angle between the extinction position and the position at 
which the fiber is parallel to the polarizer or analyzer privileged directions. 

Fiber - With reference to asbesti form morphology, a structure consistinp, of one or more 
fibrils. 

Fibril - The individual unit structure of fibers. 

Friable -:Refers to the cohesiveness of a bulk material, indicating that it may be crumbled 
or disaggregated by hand pressure. 

Gravimetry - Any technique in which the concentration of a component is determined by 
weighing. As used in this document, it refers to measurement of asbestos-containing 
residues after sample treatment by ashing, dissolution, etc. 

Homogen~ous - Uniform in composition and distribution of all components of a material, 
such that multiple subsamples taken for analysis will contain the same components in 
approximately the same relative concentrations. 

Heterogeneous - Lacking uniformity in composition and/or distribution of material; 
components not uniform. Does not satisfy the conditions stated for homogenous; 
e.g., layered or in clumps, very coarse grained, etc. 

Isotropic - Refers to substances that have a single refractive index such as unstrained 
glass, un-oriented polymers and unstrained substances in the isometric crystal system. 
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Lamdn Zero ().0) - The wavelength (Ao) of the dispersion staining color shown by a 
specimen in a medium; both the specimen and medium have the same refractive index 
at that wavelength. 

Matri.Jc - Nonasbestos, nonbinder components of a bulk material. Includes such 
components as cellulose, fiberglass, mineral wool, mica, etc. 

Michel-Levy Scale of Retardation colors - A chart plotting the relationship between 
birefringence, retardation and thickness of anisotropic substances. Any one of the 
three variables can be determined if the other two are known. 

Morphology - The structure and shape of a particle. ·=-haracterization may be descriptive 
(platy, red-like, acicular, etc) or in terms of dimensions such as len~!h and diameter 
(see asbestiform). 

Pleochroism - The change in cr-ior or hue of colored anisotropic substance wl\en rotated 
relative to the vibratior. direction of plane pok.rized light. 

Point Counting - A techniq'...le used to determine the relative projected are.as occupied by 
separate components in a microscope slide prepar?.tion of a sample. For asbestos 
analysis, this techniq11e is used to determine the relative concentrations of asbestos 
minerals to nonasb(',stos sample components. 

Polarization Colors - Interference colors displayed by aniwtropic substances bt-tween two 
·polarizers. Birefringence, thickness and orientation of the material affect the colors 
and their. intensity. 

Precision - The degrc.~ e mutual agreement characteristic of independent measurements as 
UJe· result of rei~8.ted application of the process und:-;r specified conditions. It is 
con9emed with ~he variability of results. 

•"'-

Referenct. Materials - Bulk materials, both asbestos-con~r.~ng and nonasbestos
containing, for which the components are well-c!.:-cumented as to identification and 
quantitation. · 

Refractive Index (index of refraction) - The rat:.') of the velocity of light in a vacuum 
relative to the velocity of light in :" medit1m. It is. expressed as n and varies with 
wavelength and temperature. · 

Sign of Elongation - Referring to the location of the high and low refractive indices in an 
elongated anisotropic substance, a specimen is described as positive when the higher 
refractive index is lengthwise (length slow), and as negative when the lower refractive 
index is lengthwise (length fast). ' 
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Standard Reference Material (SRM) - A reference material certified and distributed by the 
National Institute of Standards and Technology. 

Visual Estimate - An estimation of concentration of asbestos in a sample as compared to the 
other sample components. This may be a volume estimate made during 
st~reomicroscopic examination and/or a projected area estimation made during 
microscopic (PLM) examination. 
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APPENDIX B 

Apparatus For Sample Preparation And Analysis 



Bt.O INTRODUCTION 

The iollowing lists the apparatus and materials required and suggested for the methods of 

sample pr~paration and analysis described in the test method. 1
•
2

•
3 

B2.0 STEREOMICROSCOPIC EXAMINATION 

The following are suggested for routine stereomicroscopic examination. 

• HEPA-filtered hood or class 1 biohazard hood, negative pressure 

• Microscope: binocular microsccpe, preferably stereoscopic, 5-60X magnification 
(approximate) 

• Light source: incandescent er fluorescent 

• Tweezers, dissecting needles, scalpels, probes, etc. (for sample manipulation) 

• Glassine paper, glass plates, weigh boats, petri dishes, watchglasses, etc. (sample 
coi:itainers) 

The following are suggested for sample preparation. 

• Mortar and pestle, silica or porcelain-glazed 

• Analytical balance (readability less than or equal to one milligram) (optional) 

• Mill or blender (optional) 

B3.0 'POLARIZED LIGHT l\fiCROSCOPY 

The laboratory should be equipped with a polarized light microscope (preferably capable 

of Kohler or Kohler-type illumination if possible) and accessories as described below. 

• Ocular(s) lti'oocular or monocular with cross hair reticle, or functional equivalent, and 
a magnification of at least 8X 

... 
• lOX, 20X, and 40X objectives, (or similar magnification) 
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• 360-degree rotatable stage 

• Substage condenser with iris diaphragm 

• Polarizer and analyzer which can be placed at 90 degrees to one another, and can be 
calibrated relative to the cross-line reticle in the ocular. 

• Accessory slot for wave plates and compensators (or demonstrated equivalent). 

• Wave retardation plate (Red I compensator) with approximately 550 nanometer 
retardation, and with known slow and fast vibration dire.ct.ions. 

• Dispersion staining obje.ctive or a demonstrated equivalent. (optional) 

• Monochromatic filter (nt»• or functional equivalent. (optional) 

In addition, the following equipment, materials and reagents are required or 
recomrnended. 1 

• NIST traceable standards for the major asbestos types (NIST SRM 1866 and 1867) 

• Class l biohazard hood or better (see "Note", Section 2.2.5) 

• Sampling utensils (razor knives, forceps. probe needles. etc.) 

• Mieroscope slides and cover slips 

• Mechanical Stage 

• Point Counting Stage (optional) 

• Refractive index liquids: 1.49().1.570. 1.590-1.720 in increments of less than or equal 
to 0.005; high dispersion. (HD) liquids are optional; however. if using dispersion 
staining, HD liquids are recommended. 

• Mortar and pestle 

• Distilled water 

• HCI, ACS reagent grade concentrated 
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• Muffle furnace (optional) 

• Mill or blender (optional) 

• Beakers and assorted glassware (optional) 

• Other reagents (tetrahydrofuran, amyl acetate, acetone, sodium hexametaphosphate, 
etc.) (optional) 

B4.0 GRAVTh1ETRY 

The following equipment, materials, and reagents are suggested. 

• :Scalpels 

• Crucibles, silica or porcelain-glazed, with lids 

•. ·Muffle furnace - temperature range at least to 500°C, temperature stable to + W°C, 
temperature ~t sample position calibrated to + w0 c 

• Filters, 0.4 :µm pore size polycarbonate 
• . .• 

• Petri dishes·· 
. 

• Glass filtration assembly, including vacuum flask, water aspirator, and/or air pump .• .. 
• Analytical balance, readable to 0.001 gram 

;, .. 

• Kiortar and pestle, silica or porcelain-glazed 

• Heat lamp or slide warmer 

e ~er~ and ~ssorted g!as~;:,,·ar~ 

• Centrifl!ge, bench-top 

• . ~lass I biohazard hood or better 

• Bulb pipettes 

• Distilled water 

• . HCI, reagent-grade concentrated 
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• Organic solvents (tetrahydrofuran, amyl acetate,etc) 

• Ultrasonic bath 

BS.O X-RAY DIFFRACTION 

Sample J!reparation 

Sample preparation apparatus requirements will depend upon the sample type under 

consideration and the kind of XRD analysis to be performed. 

• Mortar and pestle: agate or porcelain 

• Razor blades 

• Sample mill: sr::=.x I Inc.' freezer mill or equivalent 

• Bulk sample holders 

• .Silver membrane filters: 25-mm diameter, 0.45-µm pore size. Selas Corp. of 
America, Flotronics Div., 1957 Pioneer Road, Huntington Valley, PA 19006 

• ¥icroscope slides 

• Vacuum filtration apparatus: Gelman No. 1107 or equivalent, the side-arm vacuum 
flask 

• Microbalance 

• Ultrasonic bath or probe: Model W 140, Ultrasonics, Inc., operated at a power 
density of approximately 0.1 W/mL, or equivalent 

. 
• Vol'umetric flasks: 1-L volume 

• Assorted pipets 

• Pipet bulb 

• Nonserrated forceps 

• Polyethylene .wash bottle 

• Pyrex beakers: 50-mL volume 
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• Desiccator 

• Filter storage cassettes 

• Magnetic stirring plate and bars 

• Porcelain crucibles · 

• Muffle furnace or low temperature asher 

• Class 1 biohazard hood or better 

Satnple Analysis . 
Sample analysis requirements include an x-r2y diffraction unit, equipped with: 

• Constant potential generator; voltage and mA stabilizers 

. • .Automated diffractometer with step-scanning mode 

• Copper target x-ray tube: high intensity; fine focus, preferably 

• X-ray pulse height selector 

• X-ray detector (with high voltage power supply): scintillation or proportional counter 

• Focusing graphite crystal monochromator; or nickel filter (if copper source is used, 
and iron fluorescence is not a serious problem) 

• pata output accessories: 
... -Strip chart recorder 
- Decade scaler/timer 
: Digity printer 

or 

- PC, appropriate software and Laser Jet Printer 

• Sample spinner (optional) 

• Instrument calibration reference specimen: a-quartz reference crystal (Arkansas 
quartz standard, #180-147-00, Philips Electronics Instruments, inc., 85 McKee Drive, 
Mahwah, NJ 07430) or equivalent. 
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Reagents,. etc. 
' . 

l - ~ _\ 

Reference' Materials - The list of reference materials below is intended. to serye as a guide. 

Every attempt should be made to acquire pure reference materials that are comparable to 

sample materials being analyzed. 

• Ch,rysotile: UICC Canadian, NIST SRM 1866 (UICC reference material available 
from: UICC, MRC Pneumoconiosis Unit, Llandough Hospital, Penarth, Glamorgan, 
CF61XW, UK); (NIST Standard Reference Materials available from the National 
Institute of Standards and Technology, Office of Reference Standards, Gaithersburg, 
MD 20899) 

• Crocidolite: UICC, NIST SRM 1866. 

• "Amosite": UICC, NIST SRM 1866. 

• Anthophyllite-Asbestos: UICC, NIST SRM 1867 

• Tremolite Asbestos: Wards Natural Science Establishment, Rochester, NY; Cyprus 
Research Standard, Cyprus Research, 2435 Military Ave., Los Angeles, CA 900064 
(washed with dilute HCI to remove small amounc of calcite impurity); lildian 
tremolite, Rajasthan State, lndia; NIST SRM 1867. 

• Actinolite Asbestos: NIST SRM 1867 

Adhesive - Tape, petroleum jelly, etc. (for attaching silver membrane filters to sample 

holders). 

Surfactant - I Percent aerosol OT aqueous solution or equivalent. . 
Isopropanol - ACS Reagent Grade. 

86.0 ANALYTICAL ELECTRON MICROSCOPY 

AEM equipment requirements will not be discussed in this document; it is suggested that 

equipment requirements stated in the AHERA regulations be followed. Additional . 
information may be found in the NVLAP Program Handbook for Airborne Asbestos 

Analysis. 3 
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,.The following additional materials and cquipmen_t are suggested: 

• ~ ~nalytkal balance, readable to 0.001 gram 

• Ultrasonic bath 

• Glass filtration assembly (2Smm), including vacuum flask and v:ater aspirator 

• Mixed cellulose ester (MCE) filters {0.22µ.m pore size) or 0.2µ.m pore size 
polycarbonate filters 

• MCE backing filters (5µ.m pore size) 

• .Silica mortar and pestle 

• Beakers - glass and disposable 

• Pipettes, disposable, l ,5, and IO ml 

B7.0 REFERENCES 
•• 

1. National Institute of Standards and Technology (NIST) National Voluntary Laboratory 
Accreditation Program (NVLAP) Bulk Asbestos Handbook, NISTIR 88-3879, 1988. 

2. Interim Me1hod for the I"' etermination of Asbestos irr Bulk Insulation Samp)Ps, 
U.S. E.P.A. 600/M4-82-020, 1982. 

3. National Institute of Standards and Technology (NIST) National Voluntary Laboratory 
Accreditation Program (NVLAP) Program Handbook for Airborne Asbestos Analysis, 
NJSTIR 89-4137, 1989. 
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APPENDIX C 

Preparation and Use of Bulk Asbesws 
Calibration Standards 



Cl .o- INTRODUCTION 

Evaluation of the results from natior.al proficiency testing prop _1ms for laboratories 

analyzing for asbestos in bulk materials i idicates that laboratories have had, and continue to . 
have, problems with quantitation of asbestos content, es1ecially with samples having a low 

asbestos concentration.• For such samples, the mean value of asbestos content reported by 

laboratories may be four to ten times the true weight percent value. It is assumed that the 

majority of the laboratories quantify asbestos content by visual estimation, either 

stereomicroscopically or microscopically; therefore, the problem of quantitation must be 

attributed to lack of or inadequate calibration of microscopists. 

As caE',ration standards for asbestos-containing bulk materials are not currently 

commercially available, laboratories should consider generating their own calibration 

materials. This may be done rather easily and inexpensively. 

C2.0 MATERIALS AND APPARATUS 

Relatively pure samples of asbestos minerals should be obtained. Chrysotile, amosite and 

crocidolite (SRM 1'866) and anthophyllite, tremolite and actinolite {SRM 1867) are available 

from NIST. A variety of matrix materials are commercially available; included are calcium 

carbonate, perlite, vermiculite, mineral wool/fiberglass, and cellulose. Equipment, and 

materials needed to prepare calibration bulk materials are listed below. 

• Analytical balance, readable to 0.001 gram 

• Blender/mixer; multi-speed, - one quart capacity 

• Filtration assembly. including vacuum flask, water aspirator and/or air pump 
(optional) 

• HEPA-filtered hood with negative pressure 

• Filters, 0.4µm P'..-... e size polycarbonate (optional) 

• Beakers and assorted glassware, weigh boats, petri dishes, etc. 

• Hot/warm plate 
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• Asbestos minerals 

• Matrix materials 

• Distilled water. 

C3.0 MA TERlAL FORMULATION PROCEDURF.S 

The formulation procedure involves first weighing appropriate quantities of asbestos and 

matrix material to give the desired asbestos weight percent. The following formula may be 

used to determine the weights of asbestos and matrix materials needed to give a desired 

weight percent asbestos. 

Where: 

wra _mm 
Wa -wm 

wra = weight of asbestos·in grams (to 0.001 gram) 
wrm = weight of matrix materials in grams (to 0.001 gram) 
Wa = weight percent asbestos 
Wm = weight percent matrix 

Ex.ample: The desired total weight for the calibration sample is - 10 grams containing 5 % 
asbestos by weight. If 0.532 grams of asbestos are first weighed out, what corresponding 
weigltt of matrix material is required? · 

wra = 0.532 grams 
Wa =5% 

• Wm =-95% 

~_wrm 

s -95 
Then: Wfm = 10.108 grams 

The matrix is then placed into the pitcher of a standard over-the-counter blender, the 

pitcher being previously filled to approximately one-fourth capacity (S..10 ounces) with 

• distilled water. Blending is performed at the lowest speed setting for approximately ten 

seconds which serves to disaggregate the matrix material. The asbestos is then added, with 

additional blending of approximately 30 seconds, again at the lowest speed setting. Caution 

should be taken not to overolend the asbestos-matrix mixture. This could result in a 

significant reduction in the siz.e of the asbestos fibers causing a problem with detection at 

nonnal magnification during sterwmicroscopic and microscopic analyses. Ingredients of the 
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pitcher are then poured into a filtering apparatus1 with thorough rinsing of the pitcher to 

ensure complete material removal. After filtP-ring, the material is transferred to a foil dish 

which is placed on a hot plate. The material is covered and allowed to sit over low heat 
• 

until drying is .complete; intermittent stirring will speed the drying process. For fine-grained 

matrix materials such as gypsum, calcium carbonate, clays, etc., the sample is not filtered 

after the blending process. Instead, the ingredients in the pitcher are transferred into a senes 

of shallow, glass (petri) dishes. The ingredients should be stirred well between each 

pouring to minimize the possible settling (and over-representation) of some components. The 

dishes are covered and placed on a hot plate until the contents are thoroughly dried. For 

small quantities of any matrix materials (15 grams or less). air-drying without prior filtering 

is generally very suitable for removing water from the prepared sample. For each material, 

the final step involves placing all formulated, dried subsamples into a plastic bag (or into one 

petri dish, for small quantities), where brief hand-mixing will provide additional blending and 

help to break up any clumps produced during drying. All operations should be performed 

in a safety-hood with negative pressure. 

C4.0 ANALYSIS OF MATERIALS 

All formulations should be examined with the stereomicroscope to determine 

homogeneity. Gravimetric c.nalysis (ashing and/or acid dissolution) should be performed on 

those materials containing organic and/or acid-soluble components. Matrix materials to 

which no asbestos has been added should be analyzed by gravimetric analysis to determine 

the amount of nonashable or insoluble materials that are present. Several subsamples of each 

material should be analyzed by the gravimetric technique to provide information concerning 

the uniformity of the prepared materials. Experience has shown that the previously described 

formulation procedure results in relatively homogeneous materials. 2 

.. 
C4.1 Stereomicroscopic Analysis 

·.Visual estimation of sample components using the stereomicroscope is in reality a 

comparison of the relative volumes of the components. 3 Therefore, differences in speci fie 
, 

gravity between asbestos and matrix material must be considered and the ~elationship 
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b~tween weight percent and volume percent must b~ determined.4 
Mat~rials such as 

expand.ed vermiculite, perlite, and cellulose have specific gravities significantly lower than 

asbestos minerals. Table Cl lists the specific gravities for the three most commonly 

encountered asbestos varieties and several common matrix materials. 

TABLE Cl. SPECIFIC GRAVITIES OF ASBESTOS VARIETIES 
AND MA TRIX MATERIALS 

Asbestos Type Specific Gravity Matrix Type Specific Gravity 

Chrysotile 2.6 Calcium Carbonate 2.7 

Gypsum 2.3 

Amosite 3.2 Perlite -0.4 

Vermiculite 
(expanded) -0.3 

Mineral Wool -2.5 

Crocidolite. 3.3 Fiberglass -2.5 

Cellulose -0.9 

The conversior. of weight percent asbestos to equivalent volume percent" asbestos is given 

by the .(allowing formula: 
·:.~ 

Wa 
Ga x 100 = Va 

Wa+ Wm 
Ga Gm . 

~here: 

Wa = weight percent asbestos 

' Ga = specific gravity of asbestos 
·wm = weight percent matrix 

Gm = specific gravity of matrix 
Va = . volume percent asbestos 
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_ Exampl~: 

Wa = 
Ga = 
Wm = 
Gm = 

Chrysotile and perlite have been combined to form a 5 % asbestos 
calibration standard, by weight. What is the equivalent volume 
percent asbestos? 

5% 2-
2.6 v - 2.6 x JOO = 0.8% 
95% a - __5_ + 2.5_ 

0.4 2.6 0.4 

Conversely, to convert volume percent asbestos to equivalent weight percent, the 

following formula may be used. 

(Va)(Qal x 100 = Wa 
(Va)( Ga) +(Vm)(Gm) 

Vm = volume percent matrix 

Example: 

Va = 
Ga = 
Vm = 

.Gm = 

A calibration standard consisting of amosite and cellulose is 
estimated to contain 2 % asbestos, by volume. What is the 
equivalent weight percent asbestos? 

2% (2)(3.2) x 100 = 6.77% 
3.2 Wa = (2)(3.2)+(98)(0.9) 
98% 
0.9 

Volume percentages should be calculated for all calibration materials prepared so that 

visual estimates determined by examination with the stereomicroscope may be compared to 

true volume concentrations. 

Fi&ure Cl illustrates the relationship between volume percent and .weight percent of .. ' ' 

chrysotile mixed with vermiculite and cellulose respectively. It should be noted that when 

asbestos in a low weight percentage is mixed with matrix materials having low specific 
. "' . ~ 

gravities (vermiculite, perlite), the resulting volume concentration of asbestos is very low. 
' ~ I ' • 

For example, a mixture containing three percent chrysotile by weight in a cellulose matrix 
' ' 

would result in a volume. percent asbestos of approximately 1.1 % ; in a vermiculite matrix, 
• . '. J ~ • ' ·, ' ~ • } ~. I '~/J •:':' < ' • ;. 

the resulting volume percent ·asbestos would be approximately 0.4%. In .the latter case. 
I • ~ • •'-" L • ' 

especially, an analyst might possibly fail to detect the asbestos or consider· it to be present in 

only trace amounts. 
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C4.2 Microscopical Analysis (PL!\O 

The polarized light microscope may be used to quantify asbestos and other components of 

a sample. Slide mounts a.re prepared from "pinch" samples of the calibration material and 

asbestos content is determined by visual area estimate and/or point counting. Both of these 

quantitation techniques are in fact estimates or measurements of the relative projected areas 

of particles. as viewed in two dimensions on a microscope slide. For quantitation results to 

be meaningful, the following conditions should be met: 

• The sample should be homogeneous for slide preparations, which are made from 
small pinches of the sample, to be representative of the total sample. 

• Slide preparation should have an even distribution of particles and approach a one 
particle thickness (seldom achieved) to avoid particle overlap. 

• All materials used should be identified and specific gravities determined in order to 
relate area percent to volume and/or weight percent. 

• The size (thickness) relationship between matrix particles and asbestos fibers should 
• be determined if the results based on projected area are to be related to volume and/or 
~weight percent. 

Particle characteristics can greatly affect the quantitation results obtained by visual area 

estimation or point counting. Figure C2 illustrates three hypothetical particle shapes of 

identical length and width (as viewed from above). Although the three-dimensional shape is 

different, the projected area is equal for all particles. The table accompanying Figure C2 

presents data for each particle in terms of thickness, volume and projected area. It should be 

noted that although the ·projected areas may be equal, the volumes represented by the 

particles may vary by a factor of 20(0.8 vs 16 cubic units). It is obvious that quantitation of 

a sample consisting of a mixture of particles with widely ranging particle thicknesses could 

result in different results. For example, if a sample contained relatively thick bundles of 

asbestos and a fine-grained matrix such as clay or calcium carbonate, the true asbestos 

content (by volume) would likely be un.derestimated. Conversely, if a sample contained thick 

"books" of mica and thin bundles of asbestos, the asbestos content (by volume) would likely .. 
be overestimated. 
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Figure C2. Relationship of projected are~ to volume and thickriess for three different Lparticlcs 
as' viewed on a s1idc mount. . 
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Table C2 illustrates several examples of expected results from area estimates or point 
counting of samples in which the asbestos fibers and matrix particles differ in thickness. 

TABLE C2. RELATIONSHIP OF WEIGHT PERCENT, VOLUME PERCENT AND 
PARTICLE THICKNESS TO QUANTITATION RESULTS 

Composition of Theoretical Vol. Thickness Factor* 
Sample In Wt. % % Asbestos (Matrix/ Asbestos) Expected Area % 

1 % Amosite 
99 % Calcium Carbonate 0.9 0.5 0.4 

1 % Amosite 
99% Calcium Carbonate 0.9 I 0.9 

1 % Amosite 
99% Calcium Carbonate 0.9 2 1. 8 

1 % Amosite 
99% Vermiculite 0.1 1 0.1 

-t % Amosite 
99% Vermiculite 0.1 10 1.0 

1 % Amosite 
99%. Vermiculite 0.1 20 2.0 . 

1 % Amosite 
99% Vermiculite 0.1 30 2.9 

* Value rep!esents the relationship between the mean thickness of the matrix particles 
compared to the mean thickness of the asbestos particles. 

It should be noted that it is not uncommon for matrix particle thickness to differ greatly 

from asbestos fiber thickness, especially with matrix materials such as vermiculite and 

perlite; vermiculite and perlite particles may be 20 - 30 times as thick as the asbestos fibers. 

The general size relationships between matrix particles and asbestos fibers may be 

determined by scanning slide mounts of a sample. A micrometer ocular enables the 

microscopist to actually measure particle sizes. 
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;,If a th!ckness factor ·can. be. determined for a calibration sample of kno_wn volume 

·proportions of asbestos and matrix materials, an expected equivalent projected area asbestos 

can be calculated using the following formula: 

where: 

Ya 
Vm 
T 
Aa 

Va x 100 = Aa 
Ym +Ya 
T 

= 
= 
= 
= 

true volume percent asbestos 
true volume percent matrix 
thickness factor (mean size matrix particle/m(;.an size asbestos fiber) 
expected projected area percent asbestos 

Example: A calibration standard of known weight percent asbestos is 
determined, by factoring in component specific gravities, to be 
5.0% asbestos by volume. The matrix particles are estimated to 
be ten times thicker than the asbestos fibers. What would be the 
expected projected area percentage of asbestos? 

Ya = 5% 
Vm = 95% 
T = 10 

5 x 100 = 34.5% 
Aa = ~ + 5 

IO 

Conversely, to convert projected area percent asbestos to equivalent volume percent, 

the following formula may be used: 

Aa x 100 =Va 
T(Am) + Aa 

~ " . 

~-:-:-~ere: Am =.projected area matrix 

Example: A slide containing a subsample of an amosite/mineral wool , 
calibration standard is determined by point counting to,_have-a' 
projected area asbestos of 18.6%._, If the mineraJ·wooffibe.rs are, 
estimated to be six times the asbestos fibers, in diameter~' what' .. 
is the equivalent volume per~ent asbestos? ·: · "·-' · , - -- · ., · 
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Am= 81.4% 
Aa = 18.6% Va = 
T = 6 

Cl 8.6) x 1-00 = 3.67% 
6(81.4) + 18.6 

• Based on spe_cific gravity values listed in Table IC and on the 
above volume asbestos determination. what is the equivalent 
weight perce!lt asbestos in the sample? 

Va ~ 3;67% .. . 
Ga = .. 3.~ 

w _ · <3.o7)C3.2) x loo = 4. 7% 
a - (3.67)(3.2) + (96.33)(2.5) 

. ·~- =· 96.33% 

.·&;: ... ~. 
0

2.5 

CS.O ~~E OF CALIB~ATION ST1\NDARDS FOR QA/QC 

Once the materials have been formulated and thoroughly characterized by all techniques . . 

to determine their suitability as calibration standards, a system for incorporating them into 

the QA/QC program should be established. Someone should be designated (QA officer, lab/ . 
supervisor, etc.) to control the distribution of standards and to monitor the analysis results"bf . ' / 

the microscopists. "Both precision and accuracy may be monitored with the use of suital;ri'e 
/ 

standard sets. ;' 

Records such as range charts, control charts, etc. may be maintained for volum,r

(stereomicroscopic estimates), area (PLM) estimates and point counts. For point c:'ounts and 

area estimates, relatively permanent slides may be made using epoxy or Melt Mount •. Such 

slides may be very accurately quantified over time as to point count values, and due to their 

very long shelf life, may be used for QA/QC purposes almost indefinitely. 

C6.0 REFERENCES 

1. "Analysis Summaries for Samples used in NIST Proficiency Testing", National 
Institute of Standards and Technology (NIST) National Voluntary Laboratory 
Accreditation Program (NVLAP) for Bulk Asbestos, January 1989 to present. 

2. tiarvey, B. W., R. L. Perkins, J. G. Nickerson, A. J. Newland- and M. E. Beard, 
JFormulating Bulk Asbestos Standards", Asbestos Issues, April .I 991. . . 

3. Perkins, R. L. and M. E. Beard, "Estimating Asbestos Content of Bulk _Materials", 
National Asbestos Council Journal, Vol. 9, No. 1, 1991, pp. 27-31. 

,_ 

" 

4. Asbestos Content in Bulk Insulation Samples: Visual Estimates a'nd Weight 
Composition, U.S. Environmental Protection Agency 560/5-88-011, 1988. 

• - ' -;-~ l 
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APPENDIX D 

Special-Case Building Materials 



. , ... . -, 

Asbestos laboratories are now called upon to analyze many types of bulk building 

materials that are very difficult to characterize by routine PLM analysis. These materials are 

dominantly nonfriable and can be grouped into the following categories: 

• ~ementitious Products {pipe, sheeting, etc.) 

• Viscous Matrix Products (adhesives, cements, coatings, etc.) 

• Vinyl Materials (vinyl floor tile, sheeting) 

• Asphaltic Roofing Materials (shingles, roll roofing) 

• Miscellaneous Products (paints, coatings, friction plates, gaskets, etc.) 

Materials characterized by interfering binder/matrix, low asbestos content, and/or small 

fiber size may require that additional sample treatment(s) and analysis be performed beyond . .. 
routine P~M analysis. The sample treatment(s) required is(are) determined by the dominant 

nonasbestos sample components (see Section 2.3, Gravimetry). Materials containing an 

appreciable amount of calcareous material may be treated by dissolution with hydrochloric 

acid. Samples containing organic binders such as vinyl, plasticizers, esters, asphalts, etc. -

can be ireated with organic solvents or ashed in a muffle furnace (preferred method) or low 

temperature plasma asher to remove unwanted components. Materials containing cellulose, 

synthetic organic fibers, textiles, etc. may also be ashed in a muffle furnace or low 

temperature plasma asher. 

The method chosen for analysis of a sample after treatment is depen_dent on asbestos 

concentration and/or fiber size. An examination of the sample residue by PLM may disclose 

asbestos if the fibers are large enough to be resolved by the microscope, but additional 

analytica'I methods are required if the sample appears negative. Analysis by XRD is not 

fiber-size dependent~ but ~ay be li~ited by low concentration of asbestos 'ciltct .the presence of 

lnterfe;.fng mineral phases. -.- In addlti~n,' the XRD method d~s not differentiate between ~ 
fibrous :nd nonfibrous varieties of a mineral. Analysis by AEM is ca~~~fe };r providing· 

positive identification of asbestos type(s) and semi-quantitation of asbest~~:-content. 
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The following flowchart illustrates a possible scheme for the analysis of special-Case 

building materials. 

NOTE: Preliminary studies indicate that the XRD method is capable of detecting 

serpentine (chrysotile) in floor tile samples without e}(.tensive sample preparation prior to 

XRD analysis. XRD analysis of small, intact sections of floor tile yielded diffraction 

patterns that confirmed the presence of serpentine, even at concentrations of - one percent 

by weight. TEM analysis of these same tiles confirmed the presence of chrysotile asbestos. 

With further investigation, this method may prove applicable to other types of nonfriable 

materials. 
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FLOWCHART FOR QUALITATIVE ANALYSIS OF SPECIAL CASE BUILDING 
MATERIALS SUCH AS FLOOR TILES, ASPHALTIC MATP.RIALS, VISCOUS 

MATRIX MATERIALS, ETC.· 

c=K SAMPLE 

STEREOMICROSCOPIC/PLM ANALYSIS 

SAMPLE IS EXAMINED FIRST WITH A 
STEREOMICROSCOPE 

FOLLOWED BY EXAMINATION WITH PLM 
, 

ACM 
(Asbestos is confirmed at 

concentration >l\ - considered ACK) 

/\ 
Confirmatory· analy1i1 by alternative 

analytical method• (~ and/or AEK) c••7•• nece~ry \ 

l.':H ~ NOH-ACK ~ ACK 

ACK 

NON ACM 
(Asbestos not detected or detected at 

trace level - non ACM by PLH) 

GAAVIHETRY 

Gravi111etric method• u•ed to re~~ve 
inter:erent•1 re1idue may be 

SU!ple 
XRD 

/ 
~ 

an/\\ PLK 

residue anLlyzed by 

and/or ""' \ 

NON-ACK ~ ACK 

·~lthou9h thia flowchart i• applicable to all b1•Ut materiall, it is primarily intended to be UHd 
with known problem m•teriala that are difficult to analyze by PLM due to low aabeato& concentration, 
and/or amall fiber •ize, and/or interfering binder/matrix. In addition to beinq qualitative, the 
re•ultl may also b~.aemi-quantitative. It should r.ot be assumed that all samples need tot:. 
analyzed by AEK and XRD. The flowchart 1imp~y illustrate• options f~I 11ethod1 of analysis. 
Alternate 11ethoda auch as SEK may be applicable to aome bulk materials. 
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